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CONVERSION  FACTORS,  NON-SI  TO  SI 
(METRIC)  UNITS  OF  MEASUREMENT 


Non- SI  units  of  measurement  used  in  this  report  can  be  converted 
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CHAPTER  1 


INTRODUCTION 

1 . 1  Backcrround/Reauirement 

The  study  of  explosives  and  explosive  phenomena  is  an 
inherent  interest  of  the  military.  During  recent  years, 
particular  attention  has  been  focused  on  the  survival  (or 
destruction)  of  underground  military  targets.  Because  the 
Limited  Test  Ban  Treaty  of  1963  prohibited  the  detonation  of 
nuclear  devices  in  the  atmosphere,  high- explosive  testing  schemes 
have  been  developed  to  simulate  the  effects  of  nuclear 
detonation.  Part  of  the  mission  of  the  Explosion  Effects 
Division  (EED) ,  Structures  Laboratory,  Waterways  Experiment 
Station  (WES) ,  is  to  develop  transducers  capable  of  surviving  and 
measuring  extreme-shock  environments ,  such  as  those  produced  in 
the  earth  near  a  simulated  nuclear  explosion. 

Ground  motion  (acceleration,  velocity,  and  displacement)  and 
stress  are  among  the  most  important  parameters  measured  during 
explosive  tests.  Particle  velocities  up  to  300  ft/sec  in 
acceleration  fields  exceeding  100,000  g,  and  stress  fields  up  to 
100,000  psi  are  not  uncommon.  The  time  regime  of  interest  varies 
from  microseconds  to  seconds.  A  variety  of  specialized 
instruments  are  used  to  monitor  these  parameters.  Data  measured 
on  these  tests  are  used  to  evaluate  the  accuracy  of  material 
models  used  in  calculating  the  response  of  a  medium  to  an 
explosive  source. 


An  inherent  problem  in  using  these  inst  ruments  is  the 
validation  of  their  operation  in  the  manner  of  their  intended 
use.  That  is,  explosive  tests  are  highly  dynamic  events,  and 
transducers  are  typically  calibrated  statically.  Also,  typical 
calibration  procedures  do  not  include  the  geologic  material  in 
the  calibration  process.  For  example,  the  inclusion  of  a  gage  in 
a  soil  medium  disrupts  the  stress  field  and  potentially  induces 
either  stress  concentrations  or  reliefs,  depending  on  gage 
stiffness  and  geometry  and  the  properties  of  the  medium.  For 
several  types  of  particle-velocity  measurement  systems,  an 
accelerometer  is  placed  inside  a  piotective  canister.  The  effect 
of  the  rigid-body  motion  of  the  canister  on  the  ability  of  the 
package  to  track  the  medium  is  critical  to  the  fidelity  of  these 
measurements  (Rickman  and  White,  1986 *  White,  1989a,-  end  Welch, 
1993)*.  Other  factors  not  included  in  the  calibration  process 
are  placement  procedures.  For  example,  in  some  test  geometries  a 
borehole  is  drilled  in  the  medium  and  an  instrument  is  grouted  in 
place.  The  gage  measurements  must  be  corrected  for  the 
difference  between  the  material  response  of  the  medium  and  that 
of  the  grout  in  order  to  determine  the  values  that  would  have 
been  measured  had  the  gages  been  embedded  directly  in  the  medium 
rather  than  grout  (Welch,  1982;  Germain,  1992;  and  King,  1992). 

As  mentioned  above,  data  measured  on  various  tests  are  used 
to  evaluate  the  accuracy  of  material  models.  These  models  are 
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used  to  predict  explosion- induced  effects.  A  fallacy  with  the 
development  of  a  model  for  a  given  geology  is  that  the  properties 
determined  may  be  localized,  i.e.,  the  material  is  likely  to  have 
different  properties  over  a  very  small  range.  For  instance,  in  a 
jointed  rock,  the  orientation  and  density  of  the  joints,  and  the 
interface  conditions  between  them  could  vary  drastically  within  a 
range  of  just  a  few  feet.  A  tool  for  isolating  the  effect  of 
each  of  these  parameters  could  aid  in  developing  dynamic 
"macroscopic*  material  properties  for  the  medium. 

The  U,  S.  Army  Engineer  Waterways  Experiment;  Station  has 
developed  a  4-ft-diameter  vertical  gas  gun,  under  funding  from 
the  Defense  Nuclear  Agency,  to  provide  a  mechanism  for  addressing 
the  problems  stated  above.  Gas  guns  are  used  to  generate 
localized  shock  environments  in  materials,  for  shock  physics 
studies,  by  high-velocity  impacts  of  a  projectile  against  samples 
of  the  materials  under  study.  A  gas  gun's  ability  to  produce 
controlled  and  repeatable  shock  inputs  is  an  attractive 
alternative  to  high-explosive  techniques,  which  are  more  commonly 
used  to  test  tne  performance  of  ground  shock  transducers. 
Typically,  gas  guns  accelerate  projectiles  which  are  small  (6-in. 
diameter  or  less)  and  achieve  high  velocities.  Small  gun  bores, 
however,  limit  the  suitability  of  existing  gas  guns  to  test 
transducers  in  soils,  since  they  cannot  produce  the  large  one- 
dimensicnal  fields  that  are  desirable  tor  such  tests.  The 
purpose  of  the  large-bore  (4-ft)  gun  is  to  generate  these  large, 
one-dimensional  stress  and  motion  fields  in  various  geologic 
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materials  of  interest.  These  fields  can  then  be  used  for 
controlled  tests  of  ground  shock  transducers,  as  well  as  for 
other  shock  physics  studies. 

Some  of  the  desired  attributes  of  the  4-ft  diameter  gun  are 
that  it: 

•  require  no  explosive; 

•  produce  repeatable  inputs; 

•  provide  an  efficient  and  cost-effective  testing  method; 

•  generate  minimal  noise  levels  (allowing  use  in 
relatively  inhabited  areas); 

•  have  a  vertical  orientation  (for  easier  testing) . 

Blast  and  shock  simulators  may  be  categorized  as: 

•  large /small-scuj.e  high-explosive  (HE)  configurations; 

•  shock  tubes; 

•  blast  chambers; 

•  mechanical  shock  equipment. 

Large/smull-scale  HE  configurations  produce  a  shock  wave 
that  propagates  through  the  air,  earth,  or  water,  to  impinge  on  a 
test  object.  These  tests,  typically  conducted  at  established 
test  ranges,  provide  a  very  re^istic  simulation  of  a  nuclear 
device.  However,  large-scale  f-suts  are  infrequent  and  costly  and 
rarely  afford  instrumentation  development  studies.  Small-scale 
HE  field  tests  are  sometimes  used  for  instrumentation  studies, 
though  not  necessarily  for  validation  purposes.  One  method  for 
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simulating  HE  airblast  and  airblast-induced  ground  motion  is  the 
High-Explosive  Simulation  Technique,  or  HEST.  This  simulator  is 
constructed  to  suit  specifications  on  a  suitable  site  for  one¬ 
time  use.  The  test  objects  (gages,  in  our  case)  are  installed  in 
a  target  which  is  overlaid  with  an  array  of  explosive  strands 
placed  in  polystyrene  foam  forms  and  bermed  over  with  earth.  The 
explosive  array  is  ignited  at  one  end  and  the  explosive  strands 
produce  a  travelling  airblast  wave  that  simulates  a  high-level 
large-yield  nuclear  airblast  wave.  As  explosive  simulations  go, 
this  technique  produces  a  particularly  planar  input  to  the 
target.  The  fundamental  problem  with  any  esqolosive-driver 
technique  is  the  characterization  and  repeatability  of  the 
driver.  Of  course,  there  are  also  the  safety  problems  of 
storing,  handling,  and  detonating  the  explosives. 

Another  type  of  blast  simulator,  the  shock  tube,  is 
basically  a  long  horizontal  tunnel  with  a  compressed  gas  or 
explosive  driver  at  one  end  that  produces  a  shock  wave  which 
propagates  down  the  tunnel  to  impact  a  test  object  contained  in  a 
test  chamber.  Some  shock  tubes  include  a  soil  bed  for  testing 
objects  that  arc.  partially  or  completely  below  the  ground 
surface.  Some  of  the  advantages  of  shock  tubes  over  HE  field 
tests  are  that  the  tests  are  easily  scheduled,  are  repeatable, 
and  are  less  costly.  However,  shock  tubes  are  generally  intended 
for  conducting  airblast  and  airblast  instrumentation  studies  and 
are  not  suited  for  the  instrumentation  and/or  material  properties 
studies  that  were  the  impetus  for  the  4-ft-diameter  gas  gun. 


5 


Blast  chambers  are  used  to  simulate  only  the  overpressure 
portion  of  airblast.  This  pressure  pulse  may  be  used  to  simulate 
ground  shock.  A  blast  chamber  is  simply  a  strong  container  for 
simulating  blast  overpressure  on  a  test  object  or  the  soil  over  a 
buried  object.  The  pressures  can  be  created  by  an  explosive  or  a 
compressed  gas  and  the  release  can  be  controlled  to  simulate  the 
decay  of  a  passing  airblast  wave.  The  size  of  available  blast 
chambers  could  accommodate  the  geometry  necessary  for  gage 
validation  or  material  property  studies.  However,  these  devices 
have  the  same  drawbacks  as  other  simulation  techniques  mentioned 
in  that  they  require  explosives  for  generating  the  shock 
delivered  to  the  target.  Static  instrumentation  studies  have 
been  conducted  using  blast  chambers  (Ohrt,  1994) .  These  tests 
used  air  pressure  to  load  a  water  bag  in  contact  with  the  target. 
These  tests  were  successful  in  determining  the  static  response  of 
stress  instruments  in  various  types  of  soils. 

Mechanical  shock  equipment  imposes  airblast  or  ground  shock 
directly  onto  a  test  object  through  a  number  of  methods.  These 
include  drop  tests,  mechanical  shakers,  static  and  dynamic 
loaders,  gas  guns,  etc.  The  only  method  of  mechanically  shocking 
a  material  to  conduct  dynamic  instrumentation  or  material 
properties  studies  that  is  similar  in  scale  (or  capability)  to 
the  4-ft  gas  gun  is  known  in  the  explosive  effects  community  as 
the  flyer-plate  technique.  The  technique  uses  an  explosively 
driven  steel  plate  to  impact  a  target.  The  plate  is  typically  4 
or  8-ft  in  diameter  and  achieves  an  impact  velocity  on  the  order 
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of  1,500  ft/sec,  producing  stresses  in  a  sand  target  of  about 
70,000  psi.  Drawbacks  to  this  technique  are  its  expense  and  use 
of  explosives. 

More  information  on  all  the  techniques  discussed  above  are 
reported  by  Gould  (1990) .  This  comprehensive  reference  contains 
an  extensive  listing  of  facilities  and  techniques  used  for  the 
simulation  of  nuclear  weapons  effects. 

While  there  are  several  techniques  to  simulate  nuclear 
weapons  effects,  most  require  explosives .  There  are  numerous 
problems  when  testing  with  explosive,  e.g.,  tests  are  inherently 
dangerous,  special  training  is  required  for  personnel  handling 
the  explosives,  the  tests  must  be  performed  in  remote  locations 
or  at  special  test  sites,  the  tests  are  usually  expensive,  the 
source  input  to  a  target  is  difficult  to  quantify,  and  it  is 
difficult  to  produce  a  repeatable  input  to  a  target. 

The  4-ft  gas  gun  was  developed  to  overcome  these  problems 
and  to  fill  the  need  in  the  explosion  effects  community  for  a 
device  that  could  become  the  standard  for  gage  validation  studies 
and  provide  a  mechanism  for  conducting  dynamic  material 
properties  studies, 

1.3  Scope 

The  scope  of  the  material  presented  here  is  somewhat  limited 
compared  with  the  total  development  effort,  but  this  thesis  is 
not  intended  to  be  an  exhaustive  review  of  every  aspect  of  the 
project.  Instead  the  focus  is  centered  on  the  general  aspects  of 
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the  development  effort.  It  is  the  intent  of  the  author  to  have 
the  reader  understand  how  the  gun  operates,  how  targets  are 
constructed,  how  tests  are  conducted,  and  how  the  data  is  used. 

To  achieve  these  goals,  the  thesis  is  organized  into  seven 
chapters.  A  description  of  the  gun  and  its  method  of  operation 
is  given  in  Chapter  2.  A  mathematical  description  of  the 
operation  of  the  gun  is  developed  in  Chapter  3  and  compared  with 
test  results.  Chapter  4  presents  predictions  and  data  on  the 
nuisance  effects  (far-field  ground  motion  and  noise)  associated 
with  testing.  The  philosophy  behind  the  initial  tests  with  the 
gun  is  described  in  Chapter  5,  along  with  discussion  of  safety 
considerations,  results  from  safety  tests,  and  procedures  for 
target  construction  and  firing  the  gun.  Results  from  tests  using 
sand  targets  and  typical  data  analysis  procedures  are  presented 
in  Chapter  6.  A  summary  of  the  development  effort  is  presented 
in  Chapter  7. 

The  development  of  the  gas  gun  was  a  substantial  research 
program,  involving  large  amounts  of  funding  spanning  several 
years.  For  the  sake  of  efficiency  and  cost-effectiveness,  many 
individuals  contributed  to  the  work  effort  (as  was  mentioned  in 
the  Acknowledgments) .  So  as  to  not  mislead  the  reader,  and 
assign  credit  properly,  two  particularly  significant  contributors 
are  recognized  again  here.  The  barrel  and  pressure  vessel  of  the 
gun  were  designed  by  Hr.  Alan  Ohrt,  with  follow-on  design  of  the 
trigger  mechanism,  control  systems,  etc.,  performed  by  the 
author.  Also,  the  original  mathematical  model  of  the  gun  was 
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developed  by  Dr.  Charles  Welch  and  Mr.  Alan  Ohrt.  Several 
revisions  and  improvements  to  the  mathematical  model  have  been 
made  by  the  author.  Virtually  all  other  development  efforts 
described  in  this  thesis  are  entirely,  or  primarily,  the  work  of 
the  author. 
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CHAPTER  2 


DESCRIPTION  OF  WES  4-FT-DIAMETER  VERTICAL  GAS  GUN 
2.1  Gun  Operation 

A  cut-away  view  of  the  4-ft-diameter  gas  gun  is  given  in 
Figure  2-1*,  and  a  schematic  of  the  gun  is  shown  in  Figure  2-2. 
The  gun  is  approximately  21  ft  long,  8  ft  in  diameter  (at  its 
widest  point),  and  weighs  approximately  16  tons.  It  consists  of 
a  large  annular  pressure  vessel  surrounding  a  vertical  barrel.  A 
series  of  orifices  is  machined  in  a  28  in.  long  section  of  the 
barrel  located  about  one-third  of  the  barrel  height  below  the 
top.  The  orifices  allow  the  compressed  air  from  the  vessel  to 
expand  into  the  barrel.  When  the  gun  is  in  the  cocked  position, 
a  one  and  one-half  ton  projectile  containing  o-ring  seals  at  the 
top  and  bottom  straddles  the  orifices,  and  prevents  the 
compressed  air  from  being  released  into  the  barrel.  The 
projectile  is  held  in  place  by  a  quick-release  trigger  mechanism. 
A  water  reaction  mass  fills  the  top  portion  of  the  barrel  above 
the  trigger  mechanism.  The  bottom  of  the  barrel  may  be  sealed 
with  a  diaphragm  to  allow  a  partial  vacuum  to  be  created  in  the 
barrel  section  below  the  projectile. 

To  fire  the  gun,  the  projectile  is  first  released  by  the 
trigger  mechanism.  The  weight  of  the  projectile  causes  it  to 
move  downward.  As  the  top  o-ring  clears  the  orifices,  the 
compressed  air  expands  into  the  barrel.  The  incoming  air 


Figures  are  collected  at  the  end  of  the  thesis,  beginning 
on  page  86. 
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simultaneously  drives  the  projectile  downward  and  the  water 
reaction  mass  upward.  Theoretically,  the  mass  of  the  water  can 
be  adjusted  so  that  the  "bottom"  of  the  water  mass  will  exit  the 
top  of  the  barrel  at  the  same  time  the  projectile  clears  the 
bottom  of  the  barrel.  Water  was  chosen  as  the  material  for  the 
reaction  mass  for  convenience  and  to  eliminate  any  hazards  as  the 
mass  falls  back  to  the  earth  after  a  test.  The  gun  has  a  maximum 
operating  range  of  300  psi,  which  produces  a  projectile  velocity 
of  about  230  ft/sec. 

Photographs  of  the  gas  gun  at  its  permanent  location  at  WES 
are  presented  in  Figures  2-3  and  2-4.  There  are  several 
interesting  items  of  note  in  the  photographs.  For  a  sense  of 
scale,  notice  the  man  at  top  of  the  gun  in  Figure  2-3.  The  gun 
is  surrounded  by  an  earthen  berm,  except  for  an  access  road  (not 
visible  in  the  photographs) .  Directly  adjacent  to  the  gun  are 
three  buildings.  The  cinder  block  building  is  used  as  a  work 
room  and  storage  room.  The  small  portable  building  behind  the 
cinder  block  building  {seen  in  Figure  2-4)  is  used  as  a  storage 
facility.  The  shed  behind  the  gun  in  Figure  2-4  houses  several 
components  of  the  fill  system  used  in  operating  the  gun  (see 
Section  5.2.3).  Also  seen  in  Figure  2-3  are  instrument  cables 
running  along  the  tops  of  poles.  These  cables  terminate  in  the 
Control  Trailer,  barely  visible  behind  the  trees  in  the  top  left 
corner  of  Figure  2-3.  The  Control  Trailer  is  the  control  center 
for  conducting  a  test.  Instrument  recorders  and  the  control 
panel  used  for  operating  the  fill  system  are  located  in  the 
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trailer.  The  Control  Trailer  is  also  the  closest  range  (175  ft) 
at  which  a  test  may  be  viewed  by  spectators.  Various  parts  used 
in  conducting  a  test  are  also  seen  in  the  two  photographs,  e.g., 
the  three  components  of  the  projectile  (carriage,  energy¬ 
absorbing  foam,  and  impact  plate,  described  in  Section  2.3),  the 
tripod  for  loading  the  projectile  into  the  gun,  and  the  canvas 
covered  frame  used  for  moving  the  projectile  and  targets  into  the 
trench  beneath  the  gun. 

The  use  of  the  projectile  as  a  plug  for  a  series  of  orifices 
which  allow  venting  of  a  high  pressure  gas  is  not  unlike  that 
described  by  Stewart  and  Tatu  (1972).  However,  that  is  where  the 
similarity  between  this  gas  gun  and  other  guns  end.  There  are 
many  unique  features  of  the  4-ft  gas  gun,  including: 

•  the  use  of  a  water  reaction  mass  to  resist  temporarily 
the  550,000  lb  (maximum)  jet  force; 

•  incorporating  replaceable  barrel  extensions  and  a 
replaceable  barrel  liner  to  minimise  damage  and  repair  costs  to 
the  gun  should  a  mishap  occur,  such  as  the  projectile  lodging  in 
the  barrel  during  a  test  (Ohrt,  1988) ; 

•  the  quick-release  mechanism  used  to  support  and  release 
the  projectile; 

•  the  multi-layered  projectile  used  with  the  gun. 

The  latter  two  of  these  items  as  well  as  the  procedure  used 
for  making  projectile  velocity  and  planarity  measurements  are 
discussed  in  the  sections  below. 
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2.2  Quick-Release  Trigger  Mechanism 

The  trigger  mechanism  for  the  gas  gun  must  be  capable  of 
supporting  both  the  weight  of  the  projectile  and  the  vacuum  load 
applied  to  the  bottom  of  the  projectile.  It  must  also  provide  a 
swift,  smooth,  central  release  of  the  projectile  so  as  to  not 
cause  the  projectile  to  get  ■caught"  in  the  barrel.  A  schematic 
of  the  trigger  is  shown  in  Figure  2-5. 

The  trigger  mechanism  is  supported  within  the  barrel  using 
two  perpendicular  crossmembers.  Attached  to  the  crossmembers  is 
the  housing  piece  for  the  three  latches  used  in  supporting  the 
projectile.  The  weight  of  the  projectile  and  the  vacuum  load 
tend  to  rotate  the  top  of  the  latches  away  from  the  housing. 

This  rotation  is  prevented  by  the  retaining  collar.  The  gas  gun 
is  fired  by  lifting  the  retaining  collar  (using  four  pneumatic 
cylinders) ,  thus  allowing  the  latches  to  rotate,  and  the 
projectile  to  move  downward. 

A  safety  feature  incorporated  into  this  design  is  a 
potential  well  at  the  top  of  the  latches.  Notice  in  Figure  2-5 
that  the  mating  surface  of  the  latch  and  retaining  collar  is  not 
simply  vertical.  This  interface  is  designed  such  that  when  the 
retaining  collar  is  lifted  vertically,  the  latch  must  rotate  into 
its  housing.  This  rotation  lifts  the  projectile  slightly  prior 
to  firing.  This  lifting  action  requires  a  significant  force  in 
order  to  fire  the  gun,  greatly  reducing  the  chance  of  misfire.  A 
photograph  of  the  quick-release  trigger  mechanism  is  contained  in 
Figure  2-6. 
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2.3  Projectile -Design 

The  projectile  is,  of  course,  a  critical  element  of  the 
4-ft-diaroeter  gas  gun.  In  addition  to  acting  as  the  loading 
mechanism  for  a  test  specimen,  it  serves  as  the  “plug"  for  the 
pressure  vessel.  When  in  its  loaded  position,  o-rings  at  the  top 
and  bottom  of  the  projectile  seal  the  pressure  vessel  above  and 
below  the  orifices  in  the  permanent  barrel  section.  After  being 
released  by  the  trigger  mechanism,  the  projectile  weight 
initiates  the  projectile's  descent  down  the  barrel.  The  top 
o-ring  then  clears  the  top  row  of  orifices,  allowing  the 
pressurized  air  to  expand  into  the  barrel  section. 

The  projectile  design  is  shewn  schematically  in  Figure  2-7. 

A  photograph  of  the  projectile  is  contained  in  Figure  2-8.  The 
projectile  consists  of  a  34-in.  long  by  4-ft  diameter  carriage. 
Suspended  beneath  the  carriage  is  a  47-in.  diameter  impact  plate, 
which  is  typically  made  of  steel  or  concrete,  and  is  2  to 
12  inches  thick.  Rigid  polyurethane  foam  is  sandwiched  between 
the  impact  plate  and  the  carriage  to  reduce  the  impact- induced 
loads  on  the  carriage  and  prevent  damage. 

The  carriage  section  is  comprised  of  two  concentric  right 
circular  cylinders  attached  to  a  3/4 -in.  thick  bottom  plate.  The 
total  height  of  the  carriage  is  34  inches.  Eight  equispaced 
gussets  are  used  as  stiffeners  for  the  outer  cylinder.  The 
projectile  is  supported  by  the  trigger  mechanism  using  a  fledge 
bolted  to  *.he  top  of  the  inner  cylinder  (see  Figure  2-9)  . 

O-rings  located  at  the  top  and  bottom  of  the  carriage  seal  the 
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pressure  vessel.  As  the  projectile  travels  in  the  barrel,  it 
"rides*  on  the  o-rirgs.  Guides  along  the  outer  surface  of  the 
projectile  aid  in  centering  the  rrojectiie  in  the  barrel  when 
being  loaded.  The  weigh;,  of  the  carriage  is  approximately 
2,100  lb. 

A  disposable  pressure  plate  may  be  attached  to  the  top  of 
the  carriage.  The  use  of  a  pressure  plate,  suggested  by  Miller 
(1990),  increases  the  projectile  velocity  for  a  given  vessel 
pressure.  The  pressure  plate  acts  as  a  lid  over  the  carriage, 
providing  a  bearing  surface  for  the  driving  pressure.  This 
pressure  will  be  greater  as  a  result  of  reducing  the  initial 
volume  in  the  barrel  into  which  the  gas  must  expand  prior  to 
acting  on  the  rojectile.  The  greater  driving  pressure  will 
produce  a  higher  projectile  velocity.  A  photograph  of  the 
projectile  after  a  23  psi  test  is  presented  in  Figure  2-10. 

Notice  the  deformation  of  the  3 /16-in.  thick  aluminum  pressure 
plate.  The  wavy  pattern  resulted  from  support  provided  by  the 
gussets  inside  the  carriage.  For  tests  with  a  vessel  pressure 
above  75  psi,  the  plate  sheared  around  the  gussets.  Thus,  a  much 
thicker  plate  and/or  a  steel  plate  would  be  required  to  support 
the  driving  pressure  effectively.  However,  the  advantage  gained 
by  using  the  plate  is  diminished  by  the  additional  weight  it  adds 
to  the  total  weight  of  the  projectile. 

Several  issues  were  considered  in  the  design  of  the 
projectile.  They  include: 


a.  Compression  of  the  o-rinas.  Two  primary  factors  were 
considered  in  the  design/selection  of  the  o-rings.  The  first  is 
that  the  o-ring  must  be  compressed  sufficiently  to  provide 
adequate  sealing  for  the  pressure  vessel.  Secondly,  the  friction 
developed  as  the  projectile  travels  down  the  barrel  is  a  function 
of  the  compression  of  the  o-ring  and  the  choice  of  o-ring 
material.  The  sealing  ability  of  the  o-ring  is  influenced  by  the 
stretching  of  the  o-ring  around  the  projectile,  and  the 
interference  fit  between  the  o-ring  and  the  barrel.  Three 
diameter  o-rings  were  investigated:  3/4-in.,  11/16-in.,  and 
5/8-in.  The  two  smaller  sizes  provided  adequate  sealing  (between 
4  and  19  percent  compression)  during  hydrostatic  testing.  A 
nitrile  compound  with  a  Type  A  durometer  hardness  of  70  was 
selected  for  the  o-ring  material.  Nitrile  compounds  are  good  for 
general  purpose  sealing  and  are  resistant  to  attack  from  oils  and 
fluids.  The  70-durometer  material  is  a  suitable  compromise  for 
the  hardness  level .  It  is  soft  enough  to  seal  properly  the 
pressure  vessel  while  being  hard  enough  to  minimize  friction  as 
the  projectile  travels  in  the  barrel.  The  Parker.  Q-Rina  Handbook 
(1990) ,  used  in  the  design  of  the  carriage  o-rings,  is  an 
excellent  reference  for  o-ring  design  and  material  selection. 

b.  XQisr.ans.e..frfi  tw  sen . J&g-gaixias  w.  Abbe  • 

The  radial  clearance  between  the  carriage  and  the  barrel  wall  is 
0.075  in*  The  maximum  rotation  of  the  carriage  (about  its 
central  aids)  as  it  travels  in  the  barrel  is  0.25  degrees.  That 
is,  one  side  of  the  impact  plate  could  be  as  much  as  0.212  in. 
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higher  than  the  opposite  side  at  the  time  of  impact,  assuming  the 
impact  plate  is  parallel  to  the  bottom  of  the  carriage. 

c.  Deflection  of  the  sidewalls  of  the  carriage.  The 
pressure  acting  through  the  orifices  on  the  sidewalls  of  the 
carriage  {while  in  the  ready-to-fire  position)  works  against  the 
sealing  action  of  the  o-rings.  Excessive  deflections  could  cause 
a  leak  to  develop.  The  carriage  design  minimizes  these 
deflections  through  the  use  of  eight  stiffening  gussets  between 
the  inner  and  outer  cylinders . 

d.  De, Election  ..QL.the  kQ.t-tfim_p.lfl.tg of.  .the„..carr.iagfi  •  There 

are  two  sources  which  could  cause  the  bottom  plate  of  the 
carriage  to  deform.  The  less  significant  source  is  the  driving 
pressure  acting  on  the  back  side  of  the  plate  (inside  the 
carriage)  which  propels  the  projectile  down  the  barrel.  The 
maximum  pressure  at  which  the  gun  may  be  fired  is  300  psi,  but 
the  only  resistance  to  this  force  is  the  friction  between  the 
o-rings  and  the  wall  of  the  barrel.  Therefore,  the  contribution 
of  the  driving  pressure  to  the  deformation  of  the  bottom  plate  of 
the  carriage  is  considered  to  be  relatively  small.  The  greatest 
possibility  for  damage  to  the  carriage  is  from  impact-induced 
stresses.  These  stresses  could  be  several  thousand  psi  and  last 
several  milliseconds. 

The  gussets  positioned  between  the  inner  and  outer  cylinders 
are  welded  to  the  back  side  of  the  bottom  plate  of  the  carriage 
alor 7  their  lower  edge.  This  configuration  provides  significant 
support  *or  the  bottom  plate  to  resist  deformation.  However,  it 
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is  not  sufficient  to  prevent  damage  without  making  the  bottom 
plate  extremely  thick,  and  hence  massive. 

The  projectile  configuration  shown  in  Figure  2-7  was  chosen 
for  several  reasons.  The  energy-absorbing  foam  allows  for  a 
lighter  carriage,  which  in  turn  allows  for  higher  projectile 
velocities.  The  foam  may  be  altered  to  change  the  pulse  shape 
delivered  to  the  target.  Also,  a  variety  of  impact  plates  may  be 
used  with  the  carriage  to  change  the  pulse  shape. 

A  rigid  closed-cell  polyurethane  foam  was  selected  as  the 
energy-absorbing  material  for  use  with  the  projectile.  As  the 
projectile  velocity  increases,  for  increased  testing  levels,  the 
kinetic  energy  of  the  carriage  to  be  absorbed  by  the  foam 
increases.  One  of  the  material  properties  of  the  foam  is  the 
impact  energy  density,  i.e.,  the  kinetic  energy  per  unit  volume 
absorbed  by  the  foam.  This  parameter  is  a  function  of  the  foam 
density.  Typically  foam  weighing  15  or  20  lb/ ft3  is  used  in  the 
projectile.  Since  the  diameter  of  the  foam  used  in  the 
projectile  is  fixed  at  47  in.,  the  thickness  of  the  foam  layer  is 
increased,  as  required,  to  limit  the  stress  applied  to  the  bottom 
plate.  More  information  on  the  material  properties  of  the  foam 
used  with  the  projectile  is  given  by  Henry  (1991).  More 
information  on  the  use  of  foams  in  energy-absorbing  applications 
is  contained  in  Henry,  (1991);  Gibson  and  Ashby,  (1988);  and 
White,  (1989b). 
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Six  piezoelectric  pins,  located  at  the  base  of  the  barrel  of 
the  gun,  were  used  to  monitor  the  velocity  and  planarity  of  the 
projectile  as  it  exited  the  barrel.  Shown  in  Figure  2-11  are  a 
plan  view  and  a  section  view  of  the  location  of  the  6  pins.  Pins 
T-1A  and  T-3A  are  located  1  in.  above  the  plane  containing  the  4 
pins  designated  T-1B,  T-2,  T-3B,  and  T-4.  A  schematic  showing 
the  orientation  of  the  piezoelectric  pin  within  its  bushing,  and 
the  projectile  within  the  barrel  of  the  gun,  is  shown  in 
Figure  2-12.  A  Time  of  Arrival  Data  System  (TOADS)  box 
(Schneider,  1989),  running  at  a  clock  speed  of  1  MHz,  was  used  to 
record  the  time-of -arrival  (TOA)  of  the  projectile  at  each  pin 
location.  The  projectile  velocity  was  evaluated  by  measuring  the 
TOA  of  the  projectile  at  the  locations  T-1A/T-1B  and  T-3A/T-3B. 
The  planarity  at  which  the  projectile  exited  the  barrel  was 
computed  by  comparing  the  measurements  at  pin  locations  T-1B, 

T-2,  T-3B,  and  T-4.  The  redundant  pin  was  included  to  evaluate 
the  consistency  of  the  TOA  data. 

Several  factors  determine  the  accuracy  of  the  velocity/ 
planarity  measurements.  These  include  the  accuracy  of  machining 
the  holes  in  the  barrel  and  the  holes  in  the  pin  bushing,  the 
flatness  of  the  impact  plate,  the  assembly  of  the  projectile,  and 
the  positioning  of  the  pins  within  the  bushing.  The  accuracy  of 
the  location  of  each  pin  was  determined  to  be  ±  0.023  in. 
Therefore,  the  actual  distance  between  two  pins  used  to  measure 
the  projectile  velocity  could  be  as  much  as  1.046  in.  or  as 
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little  as  0.954  in.  Hence,  the  accuracy  of  the  velocity 
measurement  is  ±  4.6  percent.  Likewise,  pins  assumed  to  be 
located  in  a  common  horizontal  plane  could  have  a  relative 
difference  in  their  vertical  position  of  0.046  in.  The  tolerance 
on  the  planarity  measurement  depends  on  the  location  of  the  two 
pins  exhibiting  the  greatest  disparity  in  TOA.  For  pins  located 
90°  apart  the  tolerance  is  ±  1.44  milliradians  and  for  pins 
located  180°  apart  the  tolerance  is  ±  1.02  milliradians.  The 
frequency  response  of  the  piezoelectric  pin  and  the  recording 
system  is  high  enough  to  eliminate  any  significant  contribution 
to  the  error  of  these  measurements. 

The  impact  velocity  at  which  the  projectile  strikes  a  target 
placed  beneath  the  gun  will  not  change  significantly  from  the 
value  at  which  it  exited  the  barrel.  However,  the  planarity  with 
which  the  projectile  strikes  the  target  could  change  drastically, 
depending  on  the  levelness  of  the  top  of  the  target  and  whether 
or  not  the  target  surface  is  parallel  to  the  impact  plate 
surface.  Beginning  with  Test  23,  piezoelectric  pins  were  placed 
in  jigs  at  the  surface  of  the  target  to  quantify  the  impact 
velocity  and  planarity.  Results  on  the  velocity  and  planarity  of 
travel  of  the  projectile  are  presented  in  Sections  3.2  and  3.3. 
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CHAPTER  3 


MODELLING  GUN  PERFORMANCE 

3.1  Mathematical  Hgflsl 

A  mathematical  model  of  the  gas  gun  operation  was  formulated 
in  order  to  calculate  projectile  velocity  as  a  function  of 
initial  vessel  pressure. 

Consider  the  simplified  view  of  the  gas  gun  shown  in 
Figure  3-1.  The  view  on  the  left  shows  the  initial  positions  of 
the  projectile  and  reaction  mass,  Mj,  and  Mr,  respectively.  The 
chamber  between  the  two  masses,  Vchta,  is  that  portion  of  the 
barrel  containing  the  trigger  mechanism  and  its  supporting 
members.  The  volume  of  the  annular  pressure  vessel  is  denoted 
Vpv’  T^e  area  of  the  barrel  is  given  by  A.  The  view  on  the 
right  in  Figure  3-1  shows  the  positions  of  the  projectile  and 
reaction  mass  at  some  time,  t,  after  firing  the  gun.  The 
displacement  of  the  projectile  is  given  by  the  variable  x  and 
that  of  the  reaction  mass  is  given  by  the  variable  y.  Hence,  the 
total  volume  at  any  time  is 

v  *  vPt  *  +  (3.1) 

Let  the  pressure  at  any  time  after  firing  be  P.  Since  the 
area  of  the  projectile  and  reaction  mass  are  the  same,  the  gas 
exerts  an  equal  force,  F  =  PA,  on  each.  Frictional  forces 
between  the  barrel  walls  and  the  projectile  and  reaction  masses 
are  ignored;  hence,  Newton's  second  law  produces 
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For  a  given  projectile  displacement,  x,  Equation  (3.3) 
provides  the  volume  of  gas,  V,  of  the  system.  Adiabatic 
expansion  of  the  gas  is  assumed;  hence,  the  pressure,  P,  of  that 
volume  has  the  relation 

PVy  »  constant 


where  y  is  the  ratio  of  specific  heats  for  the  gas  (about  1.4  for 
air)  .  If  the  pressure  and  volume  are  known  at  any  time,  say  Px 
and  Vlt  then  the  pressure  and  volume  as  a  function  of  time  are 
given  by 


P(t) 


(F(t))v 


(3.4) 


Before  the  projectile  and  reaction  masses  are  driven  by  the 
gas,  the  gas  must  first  expand  into  the  chamber  between  the  two 
masses.  The  pressure  (Ppv)  and  volume  (V^)  of  the  pressure 
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vessel,  and  the  chamber  volume  (y„hlw)  are  known.  The  initial 
pressure  acting  on  the  masses  can  be  calculated  using  Equation 
(3.4)  s 


P  vlr 

py  Pr 


‘iolt 


(Vpy  +  V 


(3.5) 


The  pressure  acting  on  the  projectile  that  produces  a  given 
projectile  displacement,  x,  may  be  found  by  substituting 
Equations  (3.3)  and  (3.5)  into  Equation  (3.4): 


iDlt 


V  *  V 
py  e htm 


V  + 

py 


+  A*l 
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M. 


(3.6) 


The  work  done  on  the  projectile  by  this  pressure  is  given  by 

ft  -  JcW  -  iPdV  -  /J'PAdx 


where  Le  is  the  distance  traveled  by  the  projectile. 

Substituting  Equation  (3.6)  in  the  last  of  these  expressions 
yields 
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•  p 

o  iai  t 


V  ♦ 
pr 


chit 


V  * 

pr 


♦  Ax 


1  ♦ 


Adx 


(3.7) 


After  integration,  this  expression  becomes 
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The  velocity  of  the  projectile,  vp,  may  be  found  by  equating 
the  work  done  on  the  projectile  to  the  kinetic  energy  of  the 
projectile.  This  assumption  ignores  the  kinetic  energy  of  the 
compressed  air  moving  behind  the  projectile  and  is  an  upper-bound 
calculation  of  the  projectile's  velocity.  Thus 

KE  -  —M  vl  •  W 
2  p  p 

Substituting  Equation  (3.8)  and  solving  for  vp  yields 


Equation  (3.9)  gives  the  velocity  of  the  projectile,  for  a  given 
vessel  pressure,  after  it  has  travelled  a  distance  Lp. 

The  reaction  mass,  Mr,  is  (theoretically)  selected  such  that 
the  pressure  simultaneously  vents  out  of  both  ends  of  the  barrel. 
The  height  of  the  reaction  mass  is  made  equal  to  the  distance  it 
must  travel,  Lr,  before  the  bottom  exits  the  barrel.  The 
distance  the  projectile  travels  before  leaving  the  barrel  is  Lp; 
therefore,  the  travel  distance  of  the  reaction  mass,  Lr,  is  given 
by 
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But  Mr  =  ADjP,  where  p  is  the  density  of  the  reaction  mass. 
Substituting  Equation  (3.10)  and  rearranging,  we  have 

Mr  =  j  MpLpAp  (3.11) 

The  projectile  velocity,  vp,  as  a  function  of  vessel 
pressure,  Ppv,  is  predicted  using  Equations  (3.5)  and  (3.11)  in 
Equation  (3.9).  The  computer  code  GG4PV,  listed  in  Appendix  A, 
was  written  to  automate  the  calculation. 

3_^2  _Compar ison _.q f . ,Ie s t _Re suits  with  Mathematical  Model 

The  terms  in  the  three  Equations  (3.5),  (3.11),  and  (3.9) 
are  easily  defined.  The  area  of  the  barrel.  A,  is  12.57  ft2,  and 
the  volume  of  the  pressure  vessel,  V^,  is  355  ft3.  These  are 
determined  from  the  actual  physical  dimensions  of  the  gun.  The 
density  of  the  water  reaction-mass,  p,  is  1.939  slugs/ft3. 

The  remaining  terms,  other  than  the  vessel  pressure,  P^, 
are  determined  by  the  projectile  configuration.  As  discussed  in 
Section  2.3,  the  projectile  is  comprised  of  three  parts;  the 
carriage,  the  layer  of  energy-absorbing  foam,  and  an  impact 
plate.  The  carriage  is  a  hollow  right-circular  cylinder  with  a 
bottom,  like  a  cup.  When  the  trigger  mechanism  releases  the 
projectile  and  the  gas  is  released  irom  the  vessel  into  the 
barrel,  it  expands  in  the  volume  Vchtm.  If  a  “lid*,  called  a 


pressure  plate,  is  placed  over  the  top  of  the  carriage,  Vcham  is 
decreased,  thus  increasing  Pinit  (see  Equation  (3.5)).  The  use  of 
a  pressure  plate  results  in  a  more  efficient  action  of  the  gun, 
i.e.,  a  higher  projectile  velocity  for  a  given  vessel  pressure. 
However,  at  higher  vessel  pressures  (75  psi  and  above)  the 
thickness  of  the  plate  required  to  support  the  pressure  adds 
substantially  to  the  mass  of  the  projectile,  thereby  eliminating 
its  effectiveness.  When  a  pressure  plate  is  used  on  the 
projectile,  Vchaa  is  33  ft3?  otherwise  ychaw  is  63.7  ft3. 

The  mass  of  the  projectile,  is  obtained  by  adding  the 
weights  of  the  various  components.  The  measured  weight  of  the 
carriage  is  2,125  lb.  The  weight  of  the  energy-absorbing  foam 
and  impact  plate  are  calculated  for  each  test.  The  total 
projectile  weight  depends  on  the  amount  and  type  of  foam  and  the 
particular  impact  plate  used  for  a  test.  The  weight  of  the 
projectile  has  varied  from  2,125  lb  to  3,950  lb. 

The  length  over  which  the  projectile  travels,  Lp,  depends  on 
when  the  velocity  measurement  is  required.  The  velocity  may  be 
predicted  after  the  leading  edge  of  the  projectile  has  travelled 
a  length  that  corresponds  to  the  location  of  time-of -arrival  pins 
located  at  the  bottom  of  the  barrel.  These  pins  are  used  to 
measure  the  projectile  velocity  and  planarity  (see  Section  2.4). 
In  this  case  Lp  is  128-3/S  in.  minus  the  thickness  of  the  layer 
of  foam  and  the  thickness  of  the  impact  plate.  The  predicted 
velocity  at  this  location  would  be  a  close  estimate  of  the  actual 
impact  velocity  onto  a  target,  were  a  target  placed  near  the  end 
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of  the  barrel.  The  thickness  of  the  foam  has  varied  between  4 
and  12  in.  The  impact  plates  have  typically  been  2 -in.  thick 
steel  or  6-  or  12 -in.  thick  concrete. 

Most  tests  with  the  gas  gun  had  the  target  placed  at  the 
base  of  the  trench  beneath  the  gun.  For  this  type  of  placement, 
impact  occurs  just  after  the  entire  projectile  exits  the  barrel. 
The  velocity  may  be  predicted  as  the  back  of  the  projectile  exits 
the  barrel  within  the  GG4PV  code.  This  prediction  is  used  to 
approximate  the  impact  velocity  in  these  cases  by  setting  Lp  to 
166  in.,  the  distance  the  projectile  travels  before  gas  is  vented 
at  the  bottom  of  the  barrel. 

Listed  in  Table  3-1*  are  the  test  conditions  for  all  tests 
with  the  gas  gun  that  used  the  2,125  lb  carriage.  The  first  four 
tests  with  the  gun  were  preliminary  tests,  and  have  been  omitted 
from  the  table.  The  vessel  pressure  in  these  tests  varied  from  0 
to  300  psi  and  the  projectile  velocities  varied  from  18  to 
230  ft/sec.  Multiple  tests  were  conducted  at  several  vessel 
pressure  levels  to  investigate  the  repeatability  of  the  gun's 
performance  with  regard  to  nuisance  factors  (ground  vibration  and 
noise)  associated  with  testing,  projectile  velocity,  and  induced 
ground  shock  in  a  target. 

The  measured  projectile  velocities  for  tests  with  the 
current  gas  gun  projectile  are  shown  in  Figure  3-2.  The  circles 
in  this  figure  represent  the  predicted  velocity  for  a  given 


Tables  are  collected  at  the  end  of  the  thesis,  beginning 
on  page  81. 
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vessel  pressure  and  projectile  configuration.  The  projectile 
velocity  data  from  Table  3-1  is  indicated  by  the  small  squares  in 
the  figure.  In  each  case  the  velocity  listed  in  Table  3-1  and 
plotted  in  Figure  3-2  is  the  velocity  measured /predicted  as  the 
leading  edge  of  the  projectile  passes  the  location  of  the  TOA 
pins  at  the  end  of  the  barrel.  The  accuracy  of  the  velocity 
measurement  is  ±  4,6  percent  (discussed  in  Section  2.4).  The  use 
of  carefully  placed  piezoelectric  pins  proved  to  be  a  reliable 
method  of  measuring  the  projectile  velocity,  with  the  exception 
of  a  few  tests  where  the  recording  equipment  was  faulty  or 
operator  error  precluded  proper  recording  of  the  data. 

The  measured  projectile  velocity  was,  on  the  average,  about 
94  percent  of  the  predicted  value  (see  Table  3-1) .  The 
discrepancy  between  the  predicted  and  measured  values  may  perhaps 
be  attributed  to  the  friction  between  the  projectile  o-rings  and 
the  barrel  (not  accounted  for  in  the  mathematical  model),  and  the 
weight  of  the  water  reaction  mass  at  the  top  of  the  barrel. 
Between  tests  4  and  5  the  projectile  was  redesigned.  The  new 
three-part  design  (discussed  above  and  in  Section  2.3),  that 
includes  the  carriage,  energy-absorbing  foam,  and  impact  plate, 
resulted  in  an  increase  in  weight  from  1,675  lb  to  approximately 
3,120  lb.  To  obtain  the  theoretical  maximum  projectile  velocity, 
a  further  increase  of  1,800  lb  in  the  reaction  mass  is  required. 
The  mass  of  the  water  has  not  been  increased  since  the  redesign 
of  the  projectile,  since  that  would  require  increasing  the  height 
of  the  upper  barrel  section  that  contains  the  water  by 
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approximately  28  in.  It  would  be  prohibitively  expensive  to 
modify  the  gun  for  a  relatively  small  gain  in  projectile 
velocity. 

3.3  Planarity  and  Pressurization  Data 

The  planarity  of  the  projectile  was  measured  near  the  end  of 
the  barrel  using  piezoelectric  pins  (see  Section  2.4).  The 
rotation  of  the  projectile  was  typically  between  2  and 
5  milliradians .  When  targets  were  placed  near  the  end  of  the 
barrel,  the  surfaces  of  the  impact  plate  and  target  were  mated  to 
effect  a  more  normal  impact.  Since  impact  occurs  while  the 
carriage  of  the  projectile  is  still  in  the  barrel,  it  is  expected 
that  the  values  for  planarity  measured  at  the  end  of  the  barrel 
would  be  similar  to  values  measured  at  the  impact  surface.  Tests 
23-28  included  planarity  measurements  at  the  impact  surface.  Of 
these  experiments,  the  targets  for  tests  26-28  were  located  near 
the  end  of  the  barrel.  Note  in  Table  3-1  the  similarity  of  the 
measured  data  between  tests  26-28  and  tests  5-22. 

For  targets  placed  at  the  bottom  of  the  trench  beneath  the 
gun,  as  was  the  case  for  most  tests,  the  entire  projectile  exits 
the  barrel  prior  to  impact.  For  this  testing  configuration  the 
impacting  surfaces  were  not  mated  and  the  normality  of  impact 
degraded.  Targets  for  tests  23-25  were  located  at  the  bottom  of 
the  trench  and  included  planarity  measurements  at  the  impact 
surface.  Note  in  Table  3-1  the  larger  angle  of  impact  measured 
at  the  impact  surface  for  these  tests. 
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Also  listed  in  Table  3-1  (and  presented  in  Figure  3-3)  is 
the  time  required  for  the  air  compressor  to  pressurize  the  gas 
gun  to  a  given  level.  The  air  compressor  currently  in  use  can  be 
run  only  intermittently  at  pressures  greater  than  200  psi,  to 
prevent  overheating  of  the  compressor.  The  delay  to  allow  the 
compressor  to  cool  causes  a  slight  increase  in  the  amount  of  time 
required  to  pressurize  the  4-ft  gun  reservoir  to  the  higher 
operating  pressures. 


CHAPTER  4 


DETERMINATION  OF  NUISANCE  EFFECTS:  PREDICTIONS  AND  MEASUREMENTS 

There  was  no  experience  base  available  for  estimating  the 
probable  range  of  nuisance  effects  associated  with  the  operation 
of  a  gas  gun  as  large  as  the  4-f t-diameter  gun.  Accordingly,  an 
assessment  had  to  be  made  of  the  potential  nuisance- level  noise 
and  far- field  ground  motions  that  would  be  generated  by  the 
operation  of  the  gun.  This  assessment  included  the  development 
of  upper  bound  predictive  equations  for  the  induced  far-field 
ground  motion,  and  careful  monitoring  of  the  induced  noise  and 
far-field  ground  motions  during  the  tests,  to  insure  that  these 
quantities  were  within  acceptable  limits.  Predictive  equations 
and  far-field  data  gathered  during  the  tests  are  presented  in  the 
following  sections. 

In  order  to  evaluate  potential  hazards  to  buildings  in  the 
vicinity  of  the  4-ft  gas  gun,  calculations  of  far-field  ground 
motions  were  performed  for  various  projectile  impact  velocities. 

Wallace  and  Fowler  (1973)  developed  a  relationship  for  peak 
vertical  particle  velocity  as  a  function  of  range  from  the 
impacts  of  spheres  dropped  onto  soil  surfaces  from  a  given 
height.  The  equations  convert  the  kinetic  energy  of  the  sphere's 
impact  into  an  equivalent-explosion  energy  yield  for  TNT 
explosives.  This  relationship  is 
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(4.1) 


where 

vi  =  peak  vertical  particle  velocity  for  impacts  (in. /sec) 

E  -  yield  energy  (lbs  of  TNT) 

R  =  range  from  the  impact  or  explosion  point  (ft) 

By  determining  the  explosion  energy  yield,  in  pounds  of  TNT, 
equivalent  to  the  kinetic  energy  of  the  4-ft  gas  gun  projectile 
at  the  time  of  impact,  the  far-field  motions  can  be  predicted. 

Figure  4-1  shows  the  predicted  upper  bound  impact  velocity 
(as  a  function  of  vessel  pressure)  for  a  3,260  lb  projectile.  In 
this  calculation,  adiabatic  expansion  of  the  air  is  assumed,  and 
the  friction  between  the  projectile  and  the  barrel  walls  is 
ignored.  A  detailed  development  of  the  mathematical  model  used 
to  predict  projectile  impact  velocity  is  presented  in 
Section  3.1. 

The  kinetic  energy,  KE  (lbf-ft) ,  of  the  projectile  at  the 
time  of  impact  is  given  by 


KE  • 


Nev! 

2 


(4.2) 


where 

Mp  ~  projectile  mass  (lbj 

gc  =  gravitational  constant  (32.174  lb^-ft/lb^sec3) 
vp  *  projectile  impact  velocity  (ft/sec) 
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Substituting  Equation  (4.2)  into  Equation  (4.1),  and  using  a 
TNT  equivalence  of  1.41  x  106  lb£-ft/lb-TNT  yields 


600 


N 


MpV, 


2R3gAl.A2xl(f) 


(4.3) 


where 

vs  =  peak  vertical  particle  velocity  (in. /sec) 

R  =  range  from  the  impact  (ft) 

The  computer  code  PARTVEL  (listed  in  Appendix  B)  was  written 
using  Equation  (4.3)  to  calculate  the  peak  vertical  particle 
velocity  for  projectile  velocities  between  0  and  295  ft/sec  for 
various  ranges  of  interest.  The  ranges  of  interest  are  listed  in 
Table  4-1. 

The  threshold  of  human  perception  of  ground  vibration  is 
significantly  lower  than  the  levels  associated  with  the  onset  of 
structural  damage.  Subjective  human  response  to  vibratory  ground 
motion,  based  on  earthquake  studies,  has  shown  that  motions  of 
0.004  in. /sec  amplitude  are  the  absolute  lower  limit  of  human 
perception,  and  amplitudes  of  less  than  0.04  in. /sec  are  rarely 
perceived  for  short-period,  explosion-produced  motions  (Ristvet, 
1987).  Ristvet  lists  a  level  of  0.8  in. /sec  as  "unpleasant,"  and 
Siskind  et  al.  (1990)  gives  0.7  in. /sec  as  the  level  of 
"discomfort,"  or  producing  a  "startle*  effect.  Siskind  also  lists 
thresholds  of  2.2  in. /sec  and  4.4  in. /sec  for  an  onset  of 
interference  with  activity  or  proficiency,  and  a  health  limit, 
respectively. 
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Peak  particle  velocity  is  usually  taken  as  the  significant 
parameter  in  the  development  of  damage  criteria  for  structures. 
Listed  in  Table  4-2  is  a  summary  of  damage  thresholds  for 
residential  structures,  taken  from  several  references.  In 
general,  these  criteria  state  that  no  structural  damage  should 
occur  below  a  peak  particle  velocity  of  2  in. /sec. 

The  results  of  PARTVEL  calculations  for  the  30-ft  range  are 
shown  in  Figure  4-2.  Though  this  prediction  indicates  that  a 
building  at  this  range  could  incur  structural  damage  when  testing 
with  projectile  velocities  greater  than  90  ft/sec,  no  damage  to 
the  storage  building,  located  at  the  30-ft  range,  was  noticed 
after  testing  at  even  the  highest  projectile  velocities. 

Shown  in  Figure  4-3  are  the  predicted  peak  vertical  particle 
velocities  as  a  function  of  projectile  velocity  for  the  remaining 
ranges  of  interest.  Triaxial  motion  measurements  (vertical, 
radial  and  tangential)  were  made  at  three  far-field  ranges  on 
several  tests  with  the  gas  gun.  These  ranges  were  175  ft, 

255  ft,  and  765  ft.  The  peak  value  of  the  three  measurements,  at 
a  given  range,  for  a  single  gas  gun  test  is  shown  in  Figure  4-3. 
These  data  are  tabulated  in  Table  4-3.  Note  that,  at  the  nearest 
residential  building  outside  the  WES  boundary  (765  ft) ,  the 
measured  values  of  ground  motion  are  two  orders  of  magnitude  less 
than  that  level  typically  regarded  as  a  hazard  to  residential 
structures.  At  the  location  of  the  nearest  personnel  (the 
control  trailer  at  175  ft,  as  stipulated  in  the  testing  safety 
plan,  White  (1991a)),  the  levels  are  a  factor  of  five  lower  than 
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the  allowable  threshold  (2  in. /sec).  Personnel  located  at  the 
175- ,  255-,  and  325-ft  ranges  could  feel  the  impact  for  most 
projectile  velocities. 

The  calculations  presented  in  Figures  4-2  and  4-3  do  not 
consider  the  topography  of  the  area,  which  perhaps  accounts  for 
the  discrepancy  between  predicted  and  measured  values.  The 
elevation  of  the  gun  is  165.1  ft.  An  embankment  adjacent  to  the 
gun  rises  to  an  elevation  of  180  ft  before  dropping  to  136.6  ft 
at  a  nearby  creek,  some  470  ft  away.  The  elevation  rises  to 
189.2  ft  at  the  nearest  residential  structure  located  outside  of 
the  WES  boundary.  These  severe  changes  in  grade  that  exist 
between  the  gun  and  locations  of  interest  apparently  aided  in 
attenuating  the  ground  shock. 

4^2 _ airblast 

During  a  gas  gun  test,  the  pressurized  air  driving  the 
projectile  and  reaction  mass  will  vent  at  both  the  top  and  bottom 
of  the  barrel.  This  pressure  release  into  the  atmosphere  will 
cause  an  airblast  wave  in  the  vicinity  of  the  gas  gun.  Personnel 
in  the  area  will  sense  the  airblast  wave  by  hearing  it,  and  if 
close  enough,  by  feeling  it.  In  order  to  evaluate  potential 
hazards  to  personnel  (hearing  damage)  and  buildings  (window 
breakage) ,  calculations  were  performed  to  predict  the 
airblast /nuisance  levels  from  testing  with  the  gun.  Sound 
pressure  level  measurements  wore  made  during  several  tests  at  all 
five  ranges  of  interest  (see  Table  4-1) .  In  addition, 
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measurements  of  airblast  were  made  at  three  far- field  ranges 
(175,  255,  and  765  ft)  on  several  tests. 

Sound  pressure  level  data  gathered  during  tests  with  the  WES 
12-in.  diameter  vertical  gas  gun  were  used  to  predict  the 
airblast  level,  for  the  ranges  of  interest,  when  testing  with  the 
4-ft  gran.  The  noise  level  associated  with  the  airblast  at  these 
ranges  was  then  determined. 

During  the  performance  evaluation  tests  of  the  12-in.  gun, 
sound  pressure  level  measurements  were  made  at  the  30-  and  110-ft 
ranges  for  several  different  vessel  pressures.  These  data  are 
presented  in  Figure  4-4.  Note  from  this  figure  that,  with  the 
exception  of  the  two  measurements  made  at  the  110-ft  range  for  a 
vessel  pressure  of  50  psi,  the  data  are  relatively  constant  for  a 
given  range.  Therefore,  an  average  value  of  the  sound  pressure 
level  (using  all  data  points)  was  determined  for  each  range.  The 
peak  airblast  pressure  amplitude  associated  with  a  given  sound 
pressure  level  measurement  may  be  determined  from  the  relations 
(Kinsler  et  al.,  1982) 


f2P. 


and 


f 

SPL  -  20  log 

k 


(4.4) 


(4.5) 


where 

P  =  peak  pressure  amplitude 
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P0  =  effective  pressure 

prtf  =  reference  pressure  (20  pPa) 

SPL  =  sound  pressure  level  (dB) 

Solving  for  P,  in  Equation  (4.5),  substituting  into  Equation 
(4.4),  and  including  a  units  conversion  factor  yields  the  peak 
pressure  amplitude,  P  (in  psi) : 

SPL 

r  iol»>  (4.6) 

6895 

Substituting  the  average  value  of  the  SPL  data  for  the  12-in  gun 
into  Equation  (4.6)  yields  the  peak  pressure  amplitude  at  the  two 
ranges . 

In  order  to  use  the  12 -in.  gun  data  for  predicting  the  peak 
pressure  amplitude  at  various  ranges  of  interest  for  the  4-ft 
gun,  each  range  was  normalized  by  dividing  by  the  gun  diameter 
(11.5  in.).  The  results  of  Equation  (4.6)  for  the  12 -in.  gun 
data  are  tabulated  as  a  function  of  the  normalized  range  in 
Table  4-4  and  presented  graphically  in  Figure  4-5.  Listed  in 
Table  4-5  are  the  peak  pressure  amplitude  and  SPL  predictions 
(scaled  from  the  linear  fit  to  the  12-in.  gun  data  presented  in 
Figure  4-5)  at  the  ranges  of  interest  for  the  4-ft  gun.  The 
ranges  are  also  expressed  in  normalized  values  (range/gun 
diameter  (4  ft)). 

The  sound  pressure  level  corresponding  to  the  scaled  values 
of  pressure  for  the  4-ft  gun  may  be  determined  by  solving  for  P, 
in  Equation  (4.4)  and  substituting  into  Equation  (4.5): 
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SPL *  20  log 


P(6905) 

f2  *vif  j 


(4.7) 


where  a  units  conversion  factor  has  been  included  and  P  has  units 
of  psi  and  SPL  has  units  of  dB.  By  substituting  the  scaled  peak 
pressure  amplitudes  for  the  4-ft  gun  into  Equation  (4.7),  the 
predicted  SPL's  can  be  tabulated  (Table  4-5)  and  presented 
graphically  (Figure  4-6) .  Also  included  in  Figure  4-6  are  the 
sound  pressure  level  data,  for  the  various  ranges  of  interest,  as 
a  function  of  normalized  range. 

OSHA  regulations  (Federal  Register,  May  29,  1971)  state  that 
exposure  to  impulsive  or  impact  noise  should  not  exceed  140  dB 
peak  sound  pressure  level.  This  threshold  is  included  in 
Figure  4-6  for  comparison  to  predicted  and  measured  noise  levels 
at  the  various  ranges  of  interest  for  testing  with  the  4-ft  gun. 
For  the  4-ft  gun,  the  30-ft  range  is  the  only  one  of  concern  that 
lies  above  the  140  dB  limit.  As  mentioned  previously,  the 
closest  range  at  which  personnel  were  located  during  testing  was 
175  ft.  As  with  the  ground  shock  calculations,  this  analysis 
does  not  take  into  account  the  natural  terrain  (hills  and  trees) 
effects  that  will  tend  to  mitigate  the  airblast  wave  and  thus 
reduce  noise  levels. 

Presented  in  Figure  4-7  are  the  sound  pressure  level  data, 
for  the  various  ranges  of  interest,  as  a  function  of  vessel 
pressure.  Note  from  this  figure  and  Figure  4-6  that,  although 
the  measured  levels  are  relatively  high,  they  are  well  below 
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limits  requiring  safety  precautions  (i.e.,  ear  protection). 
Personnel  located  approximately  2  miles  from  the  gun,  aware  that 
a  test  was  imminent,  heard  the  gun  during  tests  at  the  very 
highest  levels,  i.e.,  250  psi  and  greater. 

The  most  likely  component  of  an  ordinary  structure  to 
sustain  damage  from  a  blast  wave  is  a  window.  Therefore  most 
damage  criteria  are  based  on  window  pane  breakage.  Not  all 
window  panes  will  break  at  the  same  blast  pressure  level,  so  the 
study  of  this  phenomenon  is  statistically  based.  Some  large 
plate  glass  windows  may  break  at  a  pressure  level  of  0.03  psi. 

At  0.1  psi  some  windows  break  and  at  1.0  psi  most  windows  break. 
At  a  pressure  level  of  3.0  psi  conventional  structures  are 
severely  damaged  (Blaster's  Handbook.  1980).  The  0.03  psi 
threshold  for  window  pane  damage  is  included  in  Figure  4-5.  From 
this  figure,  or  from  Table  4-5,  it  was  determined  that  windows  in 
buildings  located  at  the  30-,  175-,  and  255-ft  ranges  might 
sustain  damage.  The  probability  of  window  damage  cannot  be 
determined  from  this  analysis.  However,  it  is  interesting  to 
note  that  the  close-in  data  point  for  the  12-in.  gun  is  located 
above  the  0.03  psi  threshold  and  windows  at  that  range  were  not 
damaged  during  performance  testing  with  the  12 -in.  gun. 

The  windows  of  the  building  at  the  30-ft  range  were  covered 
with  a  sheet  of  plywood  to  prevent  possible  breakage  during  a 
test  with  the  4-ft  gun.  No  windows  were  damaged,  at  any 
location,  during  any  test  with  the  4-ft  gas  gun. 
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Additional  analyses  to  predict  the  airblast /nuisance  levels 
associated  with  testing  with  the  4-ft  gas  gun  are  reported  in 
White  (1991d) .  An  equivalent  spherical  TNT  charge  was  determined 
that  would  produce  the  pressure  level  measured  at  a  given  range 
for  the  12 -in.  gun.  The  peak  pressure  was  then  determined,  for 
the  "equivalent*  charge  weight,  at  ranges  of  interest  for  the 
4-ft  gas  gun  using  an  empirically  based  formula.  The  results  of 
this  analysis  confirmed  the  prediction  presented  above,  namely 
that  damage  was  possible  at  only  the  30-ft  range. 


CHAPTER  5 


TESTING  WITH  THE  WES  4 -FT-DIAMETER  VERTICAL  GAS  GUN 
5.1  Testing  philosophy,  and .Objectives 

A  safety-oriented  and  conservative  approach  was  taken 
throughout  the  entire  development  effort  with  the  gun.  Initial 
hydrostatic  and  vacuum  tests  (described  below)  were  conducted  to 
investigate  the  structural  integrity  of  the  gun  prior  to  placing 
it  in  service.  A  Safety  Pita  was  developed  (White  1991a)  to 
provide  a  systematic  method  of  conducting  tests  in  a  safe  manner. 
A  peer-review  panel  was  briefed  on  the  operating  principle  of  the 
gun,  the  safety  plan,  and  the  test  plan  for  the  gun  prior  to 
pressurized  testing.  The  panel  provided  useful  suggestions  that 
were  incorporated  into  the  development  effort,  including  the 
safety  calculations  to  predict  the  potential  for  damage  to 
buildings  and  the  nuisance  effects  (see  Chapter  4) . 

Early  in  the  testing  phase  of  the  gun’s  development,  it  was 
realized  that  each  test  presented  an  opportunity  to  meet 
additional  objectives  (White,  1991b;  1992;  and  •Test  Plan  for 
Tests  1-28  ...",  1991-1993).  These  objectives  evolved  naturally 
from  determining  the  performance  characteristics  o£  the  gun  to 
analyzing  the  ground  shock  generated  in  a  target,  or  in  other 
words,  from  tests  •on*  the  gun  to  tests  “with*  the  gun.  The 
primary  objectives  for  initial  tests  with  the  gun  were  to 
determine : 
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•  the  performance  of  various  gun  components  (barrel, 
projectile,  trigger  mechanism,  instrumentation,  etc.)  and  their 
interaction  with  one  another; 

•  the  projectile  velocity  as  a  function  of  vessel  pressure; 

•  the  nuisance  effects  associated  with  testing. 

As  more  tests  were  conducted  and  these  objectives  were  being 
met,  the  primary  objectives  were  changed  to  focus  on  the  results 
obtained  from  instrumented  targets  placed  beneath  the  gun.  These 
objectives  included: 

•  determination  of  the  stress  and  motion  fields  within  a 
dry  sand  target; 

•  comparison  of  data  from  various  types  of  stress 
instruments; 

•  comparison  of  data  from  various  types  of  ground-motion 
instruments; 

•  testing  new  stress  and  ground-motion  instruments; 

•  determination  of  dynamic  material  properties  for  a  dry 
sand  target. 

The  results  from  the  initial  tests  on  targets  identified 
deficiencies  in  the  construction  techniques  for  sand  targets. 
Objectives  were  then  expanded  to  include  developing  target 
construction  and  testing  techniques  such  that  identical  tests 
could  be  conducted  with  the  gun,  i.e.,  identical  stress  and 
ground-motion  fields  generated  in  successive  tests.  This  is  one 
of  the  fundamental  objectives  for  the  gun's  intended  use:  to 
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provide  a  standard  for  the  dynamic  calibration/validation  of 
weapon's  effects  instrumentation. 

Twenty-eight  tests  have  been  conducted  with  the  4-ft- 
diameter  gas  gun  in  addition  to  hydrostatic  and  vacuum  tests. 

Over  630  diagnostic  channels  and  170  target  channels  have  been 
recorded  on  the  tests.  Various  aspects  of  testing  with  the  4-ft 
gun  are  described  in  the  sections  below.  The  topics  include: 

©  safety  tests  and  considerations; 

•  construction  techniques  for  preparing  sand  targets; 

•  typical  target  and  diagnostic  instrumentation; 

•  testing  procedures. 

5,2  Safety. .T$s&s...,anfl  Considerations 
5,2,1 _ Hydrostatic  Testing 

Hydrostatic  testing  was  performed  to  ensure  the  structural 
integrity  of  the  pressure  vessel  and  the  projectile  o-ring  seals 
before  placing  the  4-ft  gas  gun  in  service.  The  initial  phase  of 
hydrostatic  testing  was  conducted  immediately  following  the 
construction  of  the  projectile  carriage.  The  second  phase  was 
conducted  to  increase  the  operating  level  to  the  maximum  design 
level  if  300  psi. 

Figure  5-1  illustrates  the  test  set-up  for  both  the  initial 
hydrostatic  tests  and  vacuum  tests.  The  gun  was  oriented 
horizontally  for  the  initial  tests.  The  carriage  was  first 
loaded  into  the  barrel.  The  o-ring  material  used  for  sealing 
around  the  carriage  for  the  first  hydrostatic  test  was  a  70- 
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durometer  nitrile  compound  with  a  3/4 -in.  material  diameter.  For 
the  hydrostatic  tests,  the  vessel  was  filled  with  water. 
Compressed  air  was  then  applied  to  the  water-filled  tank.  The 
only  air  in  the  system  was  that  in  the  hose  connecting  the 
compressor  to  the  gun.  Testing  revealed  that  the  3/4 -in. 
diameter  o-ring  was  inadequate  for  sealing  around  the  carriage. 
The  failure  was  a  result  of  several  lacerations  in  the  o-ring, 
created  while  loading  the  carriage.  As  the  o-ring  moved  along 
the  orifices  in  the  barrel,  it  extruded  into  the  orifices,  and 
was  nicked  when  it  passed  beyond  the  top  of  the  orifices. 

The  second  hydrostatic  test  in  the  initial  series  used 
5/8- in.  diameter,  70-durometer  nitrile  o-rings  in  place  of  the 
3/4-in.  o-rings.  The  smaller  thickness  o-ring  extruded  less  into 
the  orifices,  and  prevented  damage  to  the  o-ring.  The  vessel  was 
then  pressurised  to  330  psi.  The  5/8~in.  o-ring  adequately 
sealed  around  the  carriage.  In  addition,  the  welds  of  the 
pressure  vessel  were  determined  to  be  sound,  verifying  the 
structural  integrity  of  the  vessel  for  conducting  tests  using 
pressurized  air  up  to  220  psi.  A  third  hydrostatic  test, 
identical  to  the  second  test,  verified  these  results. 

A  second  series  of  hydrostatic  tests  was  performed  to 
increase  the  operating  level  of  the  gun  up  to  its  maximum  design 
limit  of  300  psi.  These  tests  were  conducted  after  the  gun  had 
been  placed  in  use  and  tested  with  air  up  to  a  pressure  of 
200  psi.  The  set-up  for  the  second  series  of  hydrostatic  tests 
is  shown  in  Figure  5-2.  The  gun  was  in  its  normal  testing 
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orientation  (vertical)  for  these  tests.  As  with  the  previous 
successful  hydrostatic  tests,  5/8-in.  o-rings  were  used  to  seal 
around  the  carriage. 

After  filling  the  vessel  with  water,  nitrogen  was  used  to 
increase  pressure  within  the  vessel.  The  pressure  was  raised  to 
450  psi  using  a  pressure  regulator  to  control  the  flow  of 
nitrogen.  A  minimal  loss  of  pressure  within  the  vessel  was  noted 
after  several  minutes  at  the  450  psi  level.  The  test  was 
repeated  to  verify  the  results. 

Under  existing  Army  Corps  of  Engineers  safety  regulations 
(EM  385-1-1,  1987),  tests  can  be  conducted  with  the  gas  gun  using 
pressurized  air  at  the  maximum  design  limit  (300  psi)  of  the  gun, 
i.e.,  two- thirds  of  the  hydrostatic  test  pressure. 

— Vag.uum--T.efi.tiaq 

Testing  with  smaller  bore  gas  guns  typically  involves 
evacuating  the  air  from  the  portion  of  the  barrel  between  the 
projectile  and  the  target.  This  is  done  for  several  reasons:  (a) 
to  initiate  movement  of  the  projectile,  (b)  to  minimize  or 
eliminate  the  air  precursor  in  front  of  the  projectile,  and  (c) 
to  increase  the  projectile  velocity  by  increasing  the  pressure 
differential  on  either  side  of  the  projectile.  When 
conceptualizing  the  large  diameter  gas  gun,  it  was  envisioned 
that  these  three  uses  for  a  vacuum  would  be  required.  Both  the 
12-in.  and  4-ft  diameter  guns  were  designed  with  this  in  mind; 
for  example,  much  care  was  taken  to  seal  along  various  sections 
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of  the  gun  barrel,  and  systems  were  developed  to  evacuate  the 
barrel . 

Tests  with  the  12 -in.  gun  used  a  30 -lb  aluminum  projectile. 
For  this  gun,  a  vacuum  force  was  required  to  overcome  the 
friction  between  the  projectile  o-rings  and  the  barrel.  Once  the 
projectile  was  released  by  the  trigger  mechanism,  the  vacuum  and 
gravitational  forces  initiated  downward  motion  of  the  projectile, 
allowing  the  pressurized  gas  to  flow  into  the  barrel  behind  the 
projectile. 

Immediately  following  the  initial  hydrostatic  tests  on  the 
4-ft  gun,  vacuum  testing  was  performed  by  evacuating  the  barrel 
of  the  gas  gun  beneath  the  carriage.  A  schematic  of  the  test 
set-up  is  shown  in  Figure  5-1.  The  purpose  of  these  tests  was  to 
evaluate : 

•  the  practicality  of  pulling  a  vacuum  in  the  lower  portion 
of  the  barrel; 

•  the  performance  of  the  o-ring  seals  on  the  barrel  and 
around  the  projectile  carriage; 

•  the  suitability  of  candidate  diaphragm  materials  used  for 
sealing  the  end  of  the  barrel; 

•  the  ability  of  the  trigger  mechanism  to  support  the 
vacuum  load  on  the  projectile. 

The  first  vacuum  test  used  3/4-in.  diameter  o-rings,  made 
from  70-durometer  nitrile  material,  for  sealing  around  the 
projectile.  A  diaphragm  of  0.040-in. -thick  fiberglass  reinforced 
polyester  sealed  the  bottom  end  of  the  barrel.  After  running  the 
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vacuum  pump  approximately  135  seconds,  the  diaphragm  failed  at  a 
vacuum  level  of  roughly  460  mm  of  mercury  (Hg) ,  or  40  percent 
vacuum. 

As  of  result  of  the  failure  of  the  fiberglass  reinforced 
polyester,  a  second  test  was  conducted  using  a  1/2-in.  aluminum 
plate  over  the  end  of  the  barrel.  This  test  used  projectile 
o-rings  made  from  5/8-in.  diameter,  70-durometer  nitrile 
material.  During  this  test,  the  vacuum  pump  was  run 
intermittently  while  observing  both  the  vacuum  gage  and  the 
deflection  of  the  aluminum  plate.  The  effectiveness  of  the 
various  seals  was  assessed  by  observing  the  loss  of  vacuum  while 
the  pump  was  off.  Approximately  25  mm  Hg  (3  percent  vacuum)  was 
lost  during  a  two-minute  span.  The  rate  of  loss  was  fairly 
constant  over  the  entire  range  of  vacuum.  The  maximum  deflection 
at  the  center  of  the  aluminum  plate  was  measured  as  1/2  in. 

In  order  to  determine  the  time  required  to  pull  a  "full* 
vacuum,  a  third  test  was  conducted  during  which  the  pump  ran 
continuously,  except  for  brief  stops  for  taking  vacuum  level 
readings.  The  maximum  attainable  vacuum  was  approximately 
740  mm  Hg,  which  was  achieved  in  15  minutes.  After  running  the 
pump  for  40  minutes,  no  change  in  the  vacuum  level  was  evident. 
The  pump  is  capable  of  pulling  down  to  a  vacuum  pressure  of 
10  microns,  but  there  are  sufficient  leaks  in  the  system  that 
prohibit  pulling  a  vacuum  greater  than  approximately  740  mm  Hg. 

Also  observed  on  the  vacuum  test  was  movement  of  the 
carriage.  The  manner  in  which  the  quick-release  trigger 
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mechanism  is  constructed  (Figure  2-5)  allows  for  a  slight 
backward  rocking  motion  of  the  three  supporting  latches  when  they 
are  in  the  cocked  position  and  not  carrying  a  load.  The  pretest 
placement  of  the  carriage  was  such  that  the  latches  of  the 
trigger  mechanism  were  not  loaded.  After  the  test,  the  latches 
were  tight  against  the  retaining  collar  and  could  not  be  rocked 
backward,  indicating  that  the  trigger  mechanism  was  indeed  loaded 
by  the  vacuum. 

The  vacuum  tests  described  above  were  conducted  again  after 
the  gun  was  relocated  to  the  testing  site.  The  second  series  of 
tests  confirmed  the  results  of  the  initial  vacuum  tests.  For 
these  tests,  the  trigger  mechanism  was  subjected  not  only  to 
loading  from  the  vacuum  force  (26,000  lb),  but  also  the 
gravitational  force  on  the  carriage  (2,125  lb). 

It  is  not  clear  that  testing  with  a  vacuum  is  feasible  with 
the  4 -ft  gas  gun.  A  vacuum  is  not  required  to  fire  the  gun, 
i.e.,  the  projectile  will  begin  moving  within  the  barrel  under 
its  own  weight,  once  released  by  the  trigger  mechanism.  To 
remove  more  than  40  percent  of  the  air  from  the  barrel  requires  a 
thick  (1/2  in.  or  greater)  diaphragm  at  the  base  of  the  barrel. 
This  plate  could  affect  the  planarity  of  impact  due  to  its 
presence  or  its  deflection  under  the  vacuum  loading.  Also, 
another  gas  such  as  helium,  which  has  a  lower  density  and  higher 
sonic  velocity  than  air,  could  be  flooded  into  the  barrel  to 
displace  the  air  and  perhaps  minimize  any  precursor  effect. 
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Should  a  vacuum  be  required  on  a  test  with  the  gun,  the  rate 
of  loss  of  vacuum  (12.5  mm  Hg/min)  was  determined  to  be 
acceptable.  It  is  not  a  requirement  to  hold  a  vacuum  for  an 
extended  period  of  time.  Because  of  the  displacement  capability 
of  the  vacuum  pump,  it  is  possible  to  simply  cycle  the  pump  on 
and  off  just  prior  to  firing  the  gun  to  obtain  the  desired  vacuum 
level . 

The  vacuum  tests  were  considered  successful.  The  critical 
components  of  the  trigger  mechanism  were  tested  and  found  to 
perform  satisfactorily.  In  addition,  the  sealing  capability  of 
the  o-rings  within  the  gun  was  found  to  be  adequate.  For 
detailed  results  of  the  initial  hydrostatic  and  vacuum  tests 
results  see  White,  (1990);  or  White  et  al.,  (1991).  For  more 
information  on  tests  with  the  12 -in. -diameter  gas  gun  see 
Joachim,  (1985);  Ohrt  and  Welch,  (1989);  and  White  et  al., 

(1991) . 


5JJ — anfl.-Safce.fcy.  Ulan 

Safety  issues  have  received  the  highest  priority  in  the 
development  of  the  4-ft-diameter  gas  gun.  Some  of  the  safety 
features  included  in  the  design  and  siting  of  the  gas  gun  are: 

a.  Pressure  Vessel.  The  pressure  vessel  is  designed  for  a 
maximum  working  pressure  of  300  psi.  This  design  includes  a 
minimum  factor  of  safety  of  four  in  all  components  (Ohrt,  1988) . 
A  manway  is  incorporated  to  provide  entry  to  the  vessel  for 
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periodic  inspection.  A  relief  valve  is  attached  to  the  vessel  to 
prevent  overpressurizing. 

b.  Trigger  Mechanism.  A  "potential  energy"  well  has  been 
incorporated  into  the  design  of  the  trigger  mechanism 

(Figure  2-5)  used  to  fire  the  gas  gun.  The  mating  surface  of  the 
latch  and  the  retaining  collar  of  the  trigger  mechanism  is 
designed  such  that,  when  the  retaining  collar  is  lifted 
vertically,  the  latch  must  rotate  into  its  housing.  This 
rotation  slightly  lifts  the  projectile  prior  to  firing. 

Requiring  the  application  of  a  significant  force  in  this  manner 
in  order  to  fire  the  gun  greatly  reduces  the  chance  of  a  misfire. 

c.  Operation  Controls .  The  controls  for  operation  of  the 
gas  gun  (Figure  5-3)  are  located  away  from  the  immediate  vicinity 
of  the  gun.  These  controls  operate  the  "fill"  system  used  in 
conducting  a  gas  gun  test.  The  fill  system,  illustrated 
schematically  in  Figure  5-4,  is  comprised  of  three  components: 
the  pressure  system,  the  vacuum  system,  and  the  firing  system. 

The  pressure  and  vacuum  systems  incorporate  valves  to  bleed  off 
the  pressure  in  the  vessel  and  the  vacuum  in  the  barrel,  should  a 
test  be  aborted.  Figure  5-5  is  a  photograph  showing  most  of  the 
components  of  the  pressure  and  vacuum  systems,  which  are  located 
in  the  shed  adjacent  to  the  gun  (seen  in  Figure  2-4).  Also 
included  in  the  control  panel  is  a  master  switch  that  prevents 
firing  the  gun  until  all  fill  system  components  are  in  their 
proper  state,  in  which  all  valves  are  closed  and  the  air 
compressor  and  vacuum  pump  are  shut  off.  The  Standard  Operating 
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Procedure  (White,  1991c)  for  conducting  a  test  is  posted  on  the 
control  panel  in  plain  view  of  the  operator. 

d.  Location  of  Gas  Gun.  The  gas  gun  is  situated  over  a 
trench  7  ft  deep  and  28  ft  long.  Steps  located  at  one  end  of  the 
trench  and  a  ladder  at  the  other  provide  access  into  and  out  of 
the  trench.  The  Engineering  and  Construction  Services  Division 
at  WES  was  consulted  to  ensure  that  the  shoring  in  the  trench, 
handrails  along  the  steps,  and  railing  along  the  side  of  the 
trench  comply  with  the  US  Army  Corps  of  Engineers  Safety  and 
Health  Requirements  Manual,  EM  385-1-1. 

e.  Test  Plan.  A  cautious  and  conservatively  safe  plan  was 
followed  for  testing  of  the  gun.  The  plan  called  for  initial 
testing  with  atmospheric  vessel  pressure,  followed  by  tests  with 
gradual  increases  in  vessel  pressure.  The  performance  of  various 
gun  components  (barrel,  projectile,  instrumentation,  etc.)  were 
carefully  evaluated  after  each  test. 

A  Safety  Plan  was  developed  for  the  4-ft-diameter  gas  gun 
1 White,  1991a) .  The  plan  prescribes  the"  safety  policies  and 
procedures  for  testing  with  the  gas  gun  and  applies  to  all 
personnel  participating  on  a  test.  The  requirements  listed  below 
were  mandatory  for  all  gas  gun  tests: 

•  The  Standard  Operating  Procedure  was  followed  when 
conducting  a  test. 

•  All  components  of  the  gun  were  inspected  on  a  regular 
basis. 
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•  When  the  projectile  was  in  the  loaded  position  between 
tests,  the  battery  power  to  the  four -way  directional  valve  (used 
for  firing  the  gun)  was  disconnected.  Two  safety  chains  were 
used  to  secure  the  projectile's  position  within  the  barrel 
between  tests. 

•  No  personnel  were  allowed  in  close  proximity  (175  ft)  to 
the  gun  once  pressurization  of  the  vessel  began. 

•  A  manned  road  block  was  placed  at  the  entrance  of  the 
service  road  to  the  test  site  prior  to  pressurizing  the  vessel. 

•  The  WES  Public  Affairs  Office  and  Security  Office  were 
notified  that  a  test  was  imminent. 

•  A  warning  horn  was  sounded  just  prior  to  firing  the  gun. 

•  A  standard  procedure  for  reentering  the  test  site  was 
followed.  As  a  minimum,  this  procedure  included  a  visual 
inspection  of  the  concrete  pads,  the  platform  supporting  the  gun, 
and  the  trench  shoring. 

•  A  pump  was  maintained  on-site  to  remove  any  water  in  the 
trench. 

5.3  Target  Construction  and  Typical. ■Instrumentation  Layout 

Twenty-six  pressurized  tests  have  been  conducted  with  the 
4-ft  gas  gun.  Fifteen  of  these  tests  included  a  sand  testbed  as 
the  target.  These  tests  occurred  during  the  period  April  1991 
through  August  1993.  Nine  of  the  tests  used  a  brown  masonry 
sand,  three  tests  used  Socorro  Plaster  sand,  and  three  tests  used 
a  fine  Ottawa  sand  as  the  target  material.  To  use  the  gas  gun  to 
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perform  validation  experiments  for  developmental  instrumentation, 
it  is  necessary  to  produce  known  and  repeatable  stress  and  motion 
fields  in  the  target.  The  predictability  and  repeatability  with 
which  the  gas  gun  can  deliver  the  projectile  to  a  target  is 
evident  in  Figure  3-2.  However,  to  produce  the  same  shock  field 
in  successive  tests  also  requires  the  target  to  be  identical  from 
test  to  test.  The  target  material  parameters  used  to  determine 
the  “quality"  of  the  target  are  the  density  and  moisture  content. 
If  the  material  is  packed  at  its  maximum  density  it  is  less 
likely  to  change  density  as  other  layers  (or  lifts)  in  the  target 
are  prepared  or  when  the  target  is  moved  from  the  preparation 
area  to  its  final  location  beneath  the  gun.  It  was  found  that  the 
best  method  for  obtaining  the  maximum  density  was  to  use  a 
poorly-graded  sand  for  the  target  material.  This  type  sand,  with 
a  majority  of  the  grains  identical  in  size,  produces  less 
variations  in  the  density  because  there  are  fewer  smaller  grains 
that  may  be  packed  between  larger  grains.  The  maximum  density  at 
which  the  material  can  be  placed  also  depends  on  the  moisture 
content.  It  was  found  that  the  sand  could  be  placed  with  a  more 
uniform  density  if  it  was  virtually  dry,  i.e.,  the  moisture 
content  was  below  1  percent. 

The  disposable  target  container  was  a  54-in.  diameter  by 
30-in.  high  corrugated  12 -gauge  steel  pipe  with  a  welded  12 -gauge 
steel  bottom.  The  target  for  each  test  was  constructed  by 
placing  four  lifts  (typically  6-8  in.)  of  sand  in  the  steel 
container.  After  a  lift  of  sand  was  placed  into  the  container 
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(see  Figure  5-6)  ,  it  was  smoothed  by  hand  to  obtain  a  generally 
level  surface.  A  thin  aluminum  plate  was  placed  over  the  layer 
of  sand  and  vibratory  compactor  was  used  to  pack  the  sand  to  a 
maximum  density.  A  photograph  of  personnel  operating  the 
compactor  is  shown  in  Figure  5-7 .  The  wet  density  and  moisture 
content  were  measured  at  two  locations  in  each  lift  of  a  target 
using  a  nuclear  densitometer  (see  Figure  5-8) .  The  accuracy  of 
the  nuclear  densitometer  for  measuring  moisture  content  is 
questionable,  however,  because  the  source  and  receiver  are  both 
in  the  base  of  the  gage,  and  experience  has  shown  that  the 
moisture  content  is  measured  only  to  a  depth  of  approximately 
2  in.  (Phillips,  1991) .  For  that  reason,  the  moisture  content 
was  also  measured  for  several  tests  by  weighing  samples  of  the 
sand  before  and  after  drying  in  a  microwave  oven,  pictured  in 
Figure  5-9.  The  references  by  Gilbert  (1988,  1990)  contain  more 
information  on  the  use  of  a  microwave  oven  for  determining  the 
moisture  content  of  soils.  Density  and  moisture  content  profiles 
through  the  depth  of  the  target  for  several  tests  are  presented 
by  White  and  Byrne  (1994).  A  representative  profile  is  presented 
in  Figure  5-10.  The  values  presented  in  the  figure  represent  the 
average  of  two  measurements  at  each  depth.  For  all  the  targets 
tested  with  the  gun,  the  values  for  the  average  density  of  the 
entire  target  were  between  100  and  112  lb/ft3,  and  values  for 
moisture  contents  were  between  0 . 1  and  5  percent .  A  target  was 
considered  to  have  a  uniform  density  if  the  measured  values  were 
within  1  lb/ft3  of  the  average  value  of  the  entire  target.  A 


54 


target  was  considered  to  have  a  uniform  moisture  content  if  the 
measured  values  were  within  0.5  percent  of  the  average  value  of 
the  target. 

The  total  depth  of  each  target  was  24  in.  Two  depths  in  a 
target  were  instrumented  on  each  test.  These  two  depths  (6  in. 
and  12  in.)  typically  included  a  variety  of  stress  and  velocity 
instruments.  The  stress  gages  included  the  WES-designed  Column- 
Based  Stress  (CBS)  Gage  (Joachim  and  Welch,  1985;  and  Rocco  et 
al.,  1994),  a  modified  version  of  the  CBS  gage,  called  the  New 
CBS  (NCBS)  Gage  (Welch,  White,  and  King,  1992;  and  Rocco  et  al., 
1994),  and  the  Kulite  Corporation  High-Range  SE  (HRSE)  Gage.  The 
HRSE  gage  is  a  high-range  version  of  the  SE  soil  stress  gage 
described  in  Ingram  (1968) . 

TV? a  ground-motion  gages  placed  in  the  targets  included  the 
WES  Log  and  Wedge  Canisters  (Welch,  1986) ,  the  WES  Micro- 
Accelerometer  Canister  (Peekna,  1972),  and  the  WES  High-Fidelity 
Particle  Velocity  (HiFi)  Gage  (Welch  et  al.,  1994).  The  Log  and 
Wedge  Canisters  contained  Endevco  Corporation  accelerometers 
mounted  on  miniature  shock-isolated  systems  described  in  We-ch 
and  White  (1987),  ani  White  (1989a).  Ground-motion  sensors 
included  on  the  tests  by  other  organizations  included  the 
Electromagnetic  Velocity  Gage  from  Sunburst  Recovery,  Inc,  (Young 
et  al.,  1992),  and  the  Fiber  Optic  Accelerometer  from  Geo- 
Centers,  Inc.  (Landry,  1994). 

A  schematic  of  a  typical  gage  layout  is  ^resented  in 
Figure  5-11.  Gages  were  placed  in  the  correct  lift  as  the  target 
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was  being  built  (see  Figure  5-12) .  The  instruments  located  at 
the  12 -in.  depth  were  typically  placed  at  a  radius  of  6  in.  from 
the  vertical  centerline  of  the  target  specimen,  and  the 
instruments  at  the  6 -in.  depth  were  placed  at  a  radius  of  12  in. 
For  some  tests  a  gage  was  placed  in  the  center  of  the  target  at 
one  of  the  two  levels.  Several  tests  also  included  piezoelectric 
crystals,  spaced  every  3  in.  through  the  depth  of  the  target,  to 
mark  the  time-of -arrival  (TOA)  of  the  loading  wave  as  it 
propagated  through  the  target.  Shown  in  the  photograph  of 
Figure  5-13  are  instruments  located  at  the  12-in.  depth  in  a 
target.  The  large  instrument  in  the  center  is  a  single  canister 
that  contains  both  the  NCBS  and  HiFi  gages.  Spaced  at  a  6-in. 
radius  from  the  central  gage  is  a  HiFi  gage,  a  TOA  crystal,  and  a 
HRSE  gage  (starting  from  the  left  and  looking  clockwise) .  A 
short  length  of  cable  was  routed  from  each  gage,  through  the 
target,  and  terminated  just  outside  of  the  target  container.  The 
instrument  cables  can  he  seen  in  the  photograph  of  a  completed 
target,  shown  in  Figure  5-14. 

The  time  required  to  build  a  target,  once  all  materials  were 
on  hand  (gages,  sand,  vibrator,  microwave  oven,  tools,  etc.),  was 
approximately  one  and  one-half  days  per  test.  An  efficient 
method  for  testing  with  the  gun  was  to  prepare  several  targets  at 
a  time,  since  most  objectives  for  subsequent  tests  were  not 
contingent  on  results  from  previous  tesus.  Typically,  two  or 
three  targets  were  prepared  (in  a  sheltered  area)  on  successive 
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days.  The  targets  were  moved  to  the  facility,  as  required  for 
testing,  using  a  fork  lift. 

In  addition  to  the  target  instrumentation,  several  types  of 
diagnostic  measurements  were  included  on  each  test.  Two  pressure 
gages  were  located  in  the  reservoir  of  the  gas  gun.  One  served 
as  a  direct  readout  gage  used  to  monitor  system  pressure,  prior 
to  firing,  at  the  control  panel  for  the  gun.  The  second  gage  was 
used  to  monitor  the  pressure  drop  in  the  vessel  during  a  test. 

An  accelerometer  was  mounted  on  the  base  of  the  gun  to  monitor 
acceleration  levels  in  the  vertical  direction  on  several  tests. 
Six  piezoelectric  pins  at  the  bottom  of  the  barrel  of  the  gun 
were  used  to  measure  the  projectile  velocity  and  planarity  as  the 
forward  face  exited  the  barrel.  Several  tests  also  included 
piezoelectric  pins  and  copper  foil  switches  at  the  surface  of  the 
target  to  monitor  projectile  impact  velocity  and  planarity 
(described  in  Sections  2.4  and  3.3).  Triaxial  seismic  stations 
and  microbarograph  gages  were  fielded  at  three  different  ranges 
on  several  tests  to  monitor  far-field  ground  motions  and 
airblast.  Sound  pressure  level  measurements  were  also  made  at 
several  ranges  on  many  tests  (described  in  Chapter  4  and  White, 
1993 ) .  A  video  camera  was  used  to  photograph  each  test. 

JLA _ 

The  projectile  for  each  test  was  assembled  prior  to  loading 
it  into  the  barrel  of  the  gas  gun.  The  configuration  of  the 
projectile  varied  depending  on  the  vessel  pressure  planned  for 
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the  test.  As  test  levels  increased  (higher  vessel  pressures  and 
projectile  velocities),  thicker  pieces  of  foam  were  required  at 
the  base  of  the  projectile  to  absorb  the  impact  energy,  and  thus 
protect  the  carriage  from  damage  (see  Section  2.3).  The  mass  of 
the  projectile  varied  slightly  as  a  result  of  changing  the  foam 
thickness.  A  2-in.  thick  steel  impact  plate  was  used  for  each 
test  with  a  sand  target.  The  mass  of  the  projectile  for  most  of 
♦-hese  tests  was  3,260  lb.  The  vessel  pressure  for  the  tests 
varied  from  50  to  200  psi  and  the  projectile  velocity  (as  the 
leading  edge  exited  the  barrel)  varied  from  92  to  193  ft/sec. 

The  test  level,  projectile  configuration,  and  projectile  velocity 
for  each  test  are  listed  in  Table  3-1.  The  projectile  was  raised 
into  its  cocked  position  via  a  chain  hoist  attached  to  a  tripod 
at  the  top  of  the  barrel  Two  chains  were  used  to  lift  the 
projectile,  and  two  were  used  as  safety  chains  during  the  loading 
process.  The  two  safety  chains  remained  in  place  after  the 
projectile  was  locked  into  position  with  the  quick-release 
trigger  mechanism. 

After  the  projectile  was  loaded  into  the  gun  and  secured 
with  safety  chains,  sand  was  placed  over  the  earthen  portion  of 
the  trench  bottom  located  directly  beneath  the  barrel  of  the  gun. 
Several  (4-in.  by  6-in.)  timbers  were  placed  in  the  sand  base  to 
support  the  target.  The  target  was  moved  into  position  beneath 
the  barrel  of  the  gun  via  a  trolley  that  ran  along  channels  cast 
into  the  concrete  walls  on  either  side  of  the  trench.  The  target 
was  centered  beneath  the  gun  using  a  plumb  bob  suspended  from 
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temporary  crosshairs  at  the  bottom  of  the  barrel.  Final  leveling 
of  the  target  was  achieved  using  a  carpenter  level  to  guide 
placement  of  shims  between  the  steel  bottom  of  the  target  and  the 
timbers.  The  surface  of  the  target  was  typically  located  about 
48  in.  below  the  end  of  the  barrel,  allowing  the  entire 
projectile  to  exit  the  barrel  prior  to  impact.  An  advantage  of 
supporting  the  target  with  timbers  is  that  it  essentially 
provided  a  "free*  surface  at  its  base  (see  Figure  5-15)  .  The 
shock  wave  reflecting  off  this  free  surface  is  identifiable  in 
the  stress  waveforms,  and  thus  may  be  used  to  investigate  the 
relief  wave  speed  of  the  target  material  (see  Section  6.3.2). 

After  the  target  was  positioned  beneath  the  gun,  instrument 
cables  were  spliced  to  cables  running  to  the  Control  Trailer. 
After  all  electrical  checkouts  were  completed,  the  safety  chains 
on  the  projectile  were  removed.  A  0 . 040-in. -thick  fiberglass 
diaphragm  and  plastic  liner,  used  for  containing  the  water 
reaction  mass,  were  placed  above  the  quick-release  trigger 
mechanism  in  the  upper  portion  of  the  barrel.  The  depth  of  the 
water  reaction  mass  for  all  tests  was  about  53  in.,  which 
corresponds  to  a  mass  of  3,460  lb.  After  placing  the  reaction 
mass,  the  firing  system  for  the  trigger  mechanism  was  enabled  by 
supplying  pressurized  gas  to  the  system  and  by  connecting  battery 
power  to  a  solenoid  valve  used  to  control  the  flow  of  gas.  Prior 
to  clearing  the  test  site,  water  was  supplied  to  the  in-line 
aftercooler  in  the  pressure  system  and  the  video  camera (s)  were 
started. 
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Instrument  recording  and  remote  operation  of  the  gun  were 
performed  at  the  Control  Trailer,  located  approximately  175  ft 
from  the  gun.  The  trailer  can  be  seen  in  the  background  of 
Figure  2-3.  A  photograph  of  the  recording  equipment  is  shown  in 
Figure  5-16.  The  control  panel  used  for  operating  the  pressure 
system,  the  vacuum  system,  and  the  firing  system  for  the  gun  is 
shown  in  Figure  5-3 .  None  of  the  tests  reported  here  used  a 
vacuum  in  the  lower  section  of  the  barrel.  The  pressure  vessel 
was  filled  by  a  high-pressure,  high-volume  air  compressor .  After 
the  desired  testing  level  was  reached,  the  air  compressor  was 
stopped.  The  time  required  to  pressurize  the  gun  for  these  tests 
varied  between  13  and  54  minutes.  A  master  switch  was  then  used 
to  ensure  all  components  of  the  pressure  system  were  in  their 
proper  state,  i.e.,  all  valves  closed  and  the  air  compressor  shut 
off.  The  master  switch  also  provided  power  to  the  firing  system. 
After  sounding  a  warning  siren  and  a  final  check  with 
instrumentation  personnel,  the  gun  was  fired  by  energizing  the 
4 -way  solenoid  valve  in  the  firing  system.  The  action  of  the 
valve  allowed  gas  pressure  to  activate  the  quick-release  trigger 
mechanism,  which  released  the  projectile.  On  average,  about 
450  msec  were  required  for  the  trigger  mechanism  to  release  the 
projectile.  The  additional  time  required  for  the  projectile  to 
travel  the  length  of  the  barrel  was  between  100  and  400  msec, 
depending  on  the  test  level  and  length  of  the  projectile. 

Approximately  two  to  three  days  were  required  for  conducting 
a  single  test. 
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CHAPTER  6 


EXPERIMENT  DATA  AND  ANALYSIS 
6.1  Active  Measurement  Data 

As  mentioned  in  Chapter  5,  over  170  target  channels  have 
been  included  on  tests  with  the  4-ft  gas  gun.  The  inclusion  of 
each  waveform  here  is  beyond  the  scope  of  the  thesis;  however, 
the  reader  may  refer  to  White  and  Byrne  (1994)  for  a  complete  set 
of  the  data  waveforms  (stress,  integrated  impulse,  acceleration, 
integrated  velocity,  and  doubly- integrated  displacement)  for  Test 
6  through  Test  22 .  Results  from  the  tests  were  very  good,  with 
waveforms  containing  identifiable  features  of  the  test  geometry, 
e.g.,  a  relief  wave  reflected  from  the  free  surface  at  the  base 
of  the  target.  Peak  stresses  varied  from  1,000  to  over 
15,000  psi  in  the  different  tests  in  sand,  depending  on  the 
impact  velocity  and  target  material.  The  average  particle 
velocity  varied  from  60  to  110  ft /sec. 

Data  presented  here  are  limited  to  a  series  of  three 
identical  tests  (Tests  23,  24,  and  25).  The  primary  objective  of 
these  tests  was  to  determine  to  what  degree  the  stress  and 
velocity  fields  could  be  reproduced,  in  a  granular  material 
(Ottawa  sand),  using  the  4-ft  gas  gun. 

Presented  in  Figure  6-1  are  stress  waveforms  from  a  single 
test  containing  various  types  of  stress  transducers.  These 
instruments  were  positioned  at  two  depths  in  the  target  similar 
to  the  gage  layout  presented  in  Figure  5-11.  Some  of  the 
apparent  disagreement  seen  in  the  figure  is  due  to  the  inertial 
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response  of  a  gage.  A  gage  in  the  sand  target  has  an  inertial 
resistance  to  acceleration,  which  causes  the  stagnation  of  sand 
against  the  gage  face.  Until  the  gage  achieves  equilibrium  with 
the  free-field  velocity,  the  gage  is  exposed  to  an  inertial  (or 
stagnation)  stress  significantly  higher  than  the  free-field 
stress.  Also,  the  impedance  mismatch  between  the  gage  and  the 
surrounding  media  tends  to  cause  the  gage  to  over-register  the 
free-field  stress.  Considering  these  factors  when  comparing  the 
output  of  the  different  gage  types,  the  data  of  Figure  6-1  are 
considered  quite  good.  More  information  on  the  response  of  the 
type  of  stress  gages  used  in  these  experiments  may  be  found  in 
Rocco  et  al.,  (1994);  Veyera  and  Rinehart,  (1986);  and  Rinehart, 
(1993)  . 

Presented  in  Figure  6-2  are  velocity  wave  forms  from  a 
single  test.  Noted  in  the  figure  is  the  response  of  an  internal 
shock  mount  used  in  one  of  the  accelerometer  canisters.  This  low 
frequency  ringing  is  typical  for  this  type  mount.  The  response 
of  the  other  three  accelerometers  are  considered  good. 

Presented  in  Figure  6-3  are  stress  measurements  from  the 
three  identical  tests  (i.e.,  similar  impact  velocity  and  target 
material)  as  monitored  by  a  single  type  of  stress  gage.  The 
repeatability  of  the  environment  from  test  to  test  may  be  seen 
more  readily  be  comparing  a  single  type  of  gage,  because  the 
inertial  and  impedance  mismatch  effects  would  be  identical  for 
each  test.  The  consistency  of  the  data  in  the  figure  is  very 
good.  Figure  6-4  contains  velocity  waveforms  from  two  identical 
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tests  with  the  gun;  Test  25  was  omitted  because  of  gage  failures. 
The  consistency  of  the  measured  data  from  these  tests  shows  the 
repeatability  of  the  ground  shock  generated  by  the  gun  from  test 
to  test. 


Si.2  PEQ.isctilfi-.Sgil  Interaction  .Model 

While  the  data  from  Tests  23,  24,  and  25  indicate  that  the 
same  stress  and  velocity  environments  can  be  reproduced  well 
using  the  4-ft  gas  gun,  they  do  not  quantify  the  stress  and 
velocity  levels  in  the  target.  A  combination  of  computational 
and  experimental  efforts  is  required  to  develop  the  standardized 
target  desired  for  gage  validation.  As  a  first  step  in 
calculating  the  stress  and  motion  fields  in  a  target  tested  with 
the  gun,  a  projectile-soil  interaction  (PSI)  model  was  utilized. 
This  model  is  similar  to  that  reported  by  Anderson  et  al., 

(1987);  Renick  et  al.,  (1987);  and  Rinehart,  (1987).  The 
development  of  the  model  and  comparisons  with  test  data  follow  in 
the  sections  below. 

&.iL.  1. ,-Mp.del  Rfiy.elQBinsafc 

The  following  assumptions /conditions  are  made  in  the 
development  of  the  PSI  model: 

•  planar  one-dimensional  flow  in  the  target;  relief  waves 
from  the  edges  of  the  target  are  ignored  and  only  uniaxial  strain 
is  considered.  In  an  experiment  this  assumption  requires  the 
placement  of  gages  away  from  the  edges  of  the  target. 
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•  known  boundary  conditions;  the  momentum  of  the  projectile 
(i.e.,  mass  and  velocity)  as  it  impacts  the  target  is  required. 

•  constant  loading  wave  velocity  in  the  target  material; 
the  velocity  at  which  the  shock  wave  travels  through  the  target 
is  constant,  regardless  of  the  stress  level  at  a  particular 
depth. 

•  zero  strain  recovery  in  the  target  material;  this  is 
commonly  referred  to  as  a  "locking*  or  "snowplow*  soil  model,  and 
it  implies  that  the  material  is  compressed  to  its  maximum  strain 
state  by  the  shock  wave  with  insignificant  strain  recovery  upon 
unloading.  This  assumption  may  also  be  thought  of  as  the 
material  having  an  infinite  relief  wave  velocity;  hence,  all 
particles  behind  the  shock  front,  and  the  projectile,  are  moving 
with  the  same  velocity. 

The  impact  of  the  projectile  onto  a  target,  shown 
schematically  in  Figure  5-15,  is  represented  in  a  more  generic 
fashion  in  Figure  6-5,  both  before  and  after  impact.  The 
projectile  is  modeled  as  a  plate  with  thickness  /*j,,  density  pp, 
area  A v,  and  impact  velocity  v^.  The  target  has  density  pe,  area 
At,  loading  wave  velocity  Cc,  and  thickness  Hc.  The  position  of  a 
gage  in  the  target  relative  to  the  impact  surface  is  denoted  zg 
and  the  position  of  the  shock  wave  relative  to  surface  is  z.  The 
particle  velocity  of  the  soil  behind  the  shock  front  is  Ut. 

Conservation  of  momentum  for  an  inelastic  collision  may 
expressed  as 
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where 

Mjz  =  projectile  mass  before  impact 
vpl  =  projectile  velocity  at  impact 
Mtl  =  entire  target  mass  before  impact 
vel  =  target  velocity  at  impact 
M#  =  projectile  mass  after  impact 

Ma  -  mass  of  target,  i.e.,  that  portion  of  the  target 
through  which  the  loading  wave  has  traversed 

Ut  =  velocity  of  the  soil  (and  projectile)  behind  the  shock 
front . 

This  equation  may  be  rearranged  to  solve  for  the  particle 
velocity  of  the  soil: 


C, 

6  ♦  «« 


(6,1) 


The  mass  of  the  projectile  before  (and  after)  impact  may  be 
rewritten  as  J^i  -  M#  ®  Pp-Vk  using  the  terms  defined  in 
Figure  6-5.  The  mass  of  the  target  prior  to  impact  is 

«  pfAt&c'  The  ro&ss  of  the  target  after  impact  is  =  PtAc2- 
However,  z  =  Ct t,  where  t  is  time;  therefore,  =  p^Cgt.  The 
projectile  impact  velocity,  vpl,  is  known  for  a  given  test  and 
the  initial  target  velocity,  vel,  is  zero  since  the  target  is  at 
rest  prior  to  impact.  Substituting  these  expressions  into 
Equation  6.1  yields 
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.  (PpApHpHVp^  +  (PtAtHt)  (0) 

'  "  PpMp  +  Wt* 

This  expression  may  be  simplified  since  Ap  =  At;  hence,  the 
particle  velocity  of  the  soil  as  a  function  of  time  (or  depth 
since  z  -  Cet)  in  the  target  is 


PpVpi 


pp*p  *  Ptctfc 


(6.2) 


Because  uniaxial  strain  conditions  have  been  assumed,  the 
stress  in  the  target,  ot,  may  be  determined  from  the  familiar 
expression 


Oe  •  P.CtD, 


Substituting  Equation  (6.2)  into  this  expression  gives 


°t  '  P<c, 


Pp*pvpi 


PA  ♦  PAt, 


(6.3) 


An  interesting  feature  of  this  model  is  the  state  of  stress 
behind  the  shock  front.  Recall  that  the  locking  soil  model 
requires  that  all  of  the  particles  behind  the  shock  front  move  at 
the  same  velocity,  C7e.  Therefore  the  projectile  and  the  material 
through  which  the  shock  wave  has  traversed  are  moving  together  as 
a  rigid  body.  Because  the  soil  is  acting  as  a  rigid  body,  the 
stress  through  the  depth  of  the  "body*  is  constant.  As  time 
passes  and  the  shock  wave  traverses  deeper  into  the  target,  the 
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mass  of  the  "body*  increases  and  its  velocity  decreases,  thus 
decreasing  the  stress. 

The  computer  code  1DWAVE,  listed  in  Appendix  C,  was  written 
to  automate  calculations  using  Equations  (6.2)  and  (6.3). 
Parameters  input  to  the  code  are  the  density  (pp) ,  thickness 
(Hp) ,  and  impact  velocity  (vpl)  of  the  projectile,  and  the  density 
(pt)  and  loading  wave  velocity  (Ct)  of  the  target.  The  location 
of  a  gage  (zg)  in  the  target  and  the  duration  of  the  calculation 
are  also  input  to  the  code.  Program  1DWAVE  treats  the  target  as 
semi -infinite,  i.e.,  there  is  no  provision  to  account  for  the 
relief  wave  reflecting  off  the  free  surface  at  the  bottom  of  the 
target  container.  This  phenomenon  is  discussed  in  more  detail  in 
Section  6.3.2  below. 

Representative  data  from  Tests  23  through  25  (presented  in 
Figures  6-3  and  6-4)  are  used  for  comparison  with  the  PSI  model. 
Recall  that  the  projectile  used  with  the  4-ft  gas  gun  is  composed 
of  three  parts:  the  carriage,  energy  absorbing  foam,  and  impact 
plate.  Illustrated  in  Figure  6-6  are  two  methods  used  to  model 
the  projectile  in  PSI  model  calculations .  The  first  case,  and 
lower  bound,  was  to  consider  the  impact  plate  only.  For  Tests  23 
through  25  the  impact  plate  was  a  2 -in.  thick  steel  plate.  An 
upper  bound  case  conserved  the  total  mass  of  the  projectile. 

This  was  done  by  determining  the  thickness  (6.28  in.)  of  a  steel 
plate  weighing  3,265  lb.  Parameters  for  input  to  1DWAVE  were: 
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pp  =  496  lbB/ft3  (steel) 

Hp  =  2  in.  (lower  bound),  6.28  in.  (upper  bound) 
vpl  =  155  ft/sec 
p£  =  110  lbB/ft3 
Ct  =  2,670  ft/sec 

zg  =  6  in.  (for  stress  comparison),  12  in.  (for  velocity 
comparison) 

The  lower  and  upper  bound  cases  for  the  stress  and  velocity 
calculated  using  1DWAVE  are  compared  with  test  data  in 
Figures  6-7  and  6-8.  It  is  interesting  to  note  that  the  measured 
stress  seems  to  follow  closely  the  upper  bound  calculation  and 
the  measured  velocity  seems  more  like  the  lower  bound 
calculation.  The  reason  for  this  discrepancy  is  not  clear. 
Reasons  for  the  difference  in  the  measured  and  calculated  peak 
stress  (seen  in  Figure  6-7)  are  discussed  briefly  in  Section  6.1 
above.  The  PSI  model  provides  bounds  that  may  be  used  to  predict 
the  expected  stress  and  velocity  on  a  test  with  the  gas  gun. 

six a.  ,.£g  termaat  ion-pi,.  Dynamic 

MtjBElal-Er.opec.t  isa 

Some  very  fundamental  properties  of  a  material  may  be 
determined  from  time-of -arrival  (TOA)  measurements  made  in  a 
target  tested  with  the  4-ft  gas  gun.  By  knowing  the  location  of 
instruments  in  a  target  before  and  during  the  test,  the 
propagation  velocity  of  a  loading  wave  and  a  relief  wave 
traveling  through  the  material  may  be  derived.  The  sections 
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below  describe  how  the  TOA  data  and  gage  records  are  used  to 
determine  these  material  properties.  Data  presented  here  are 
limited  to  a  series  of  identical  tests  in  Ottawa  sand  (Tests  23, 
24,  and  25) . 

6.3.1  Propagation  Velocity  .of  Loading  -Wave 

As  each  target  was  constructed,  instruments  were  carefully 
located  such  that  their  positions  with  respect  to  the  impact 
surface  and  each  other  were  known.  The  TOA  of  the  shock  wave  at 
each  depth  was  determined  from  the  data  waveform  at  that 
location.  In  addition  to  stress  and  velocity  instruments  in  the 
target,  several  tests  also  included  piezoelectric  crystals  at 
various  depths  in  the  target  for  the  purpose  of  marking  the  TOA 
of  the  loading  shock  wave.  The  TOA  at  each  instrument  location 
was  plotted  versus  its  depth  in  the  target.  The  inverse  slope  of 
the  best  linear  fit  through  the  data  represents  the  propagation 
velocity  of  the  loading  wave,  in  this  analysis  perfectly  normal 
impact  is  assumed;  i.e.,  the  depth  to  the  gage  is  a  straight  line 
down  from  the  target  surface.  Also,  by  considering  the  entire 
target,  a  single  value  is  determined  for  the  propagation 
velocity,  when  in  fact  the  propagation  velocity  will  vary  at 
different  stress  levels. 

Presented  in  Figures  6-9  through  6-11  are  TOA  vs.  depth 
plots  for  Tests  23,  24,  and  25,  respectively.  Time-of -arrival 
measurements  at  the  surface  of  the  target  were  successful  only  on 
Test  24,  and  are  included  with  the  data  presented  in  Figure  6-10. 
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The  derived  propagation  velocities  from  the  data  of  these  tests 
were  2,990,  2,670,  and  2,660  ft/sec,  respectively.  While  the 
velocity  from  the  first  test  is  about  12  percent  higher  than  that 
of  the  latter  two  tests,  the  repeatability  is  considered  very 
good.  It  is  also  interesting  to  note  that  these  values  are  more 
than  two  times  higher  than  typical  values  for  granular  soils, 
increasing  the  range  of  stress  that  may  be  achieved  in  a  target. 
The  consistency  of  the  derived  propagation  velocity  demonstrates 
the  potential  use  of  the  gas  gun  for  gage  validation  studies,  by 
providing  a  repeatable  environment  in  which  to  test  instruments. 

A  relief  wave  {or  unloading  wave)  was  generated  in  each 
target  by  the  interaction  of  the  shock  wave  with  the  free  surface 
at  the  bottom  of  the  container  {and  the  sides  as  well) .  The 
initial  compressive  wave  traveling  through  the  target  is 
reflected  from  the  free  surface  as  a  tensile,  or  relief  wave. 

The  superposition  of  the  tensile  reflection  and  the  still- 
impinging  compressive  wave  will  result  in  a  decrease  in  stress 
ana  an  increase  in  particle  velocity  at  a  gage  location. 

Two  methods  were  used  to  determine  the  propagation  velocity 
of  the  relief  wave  for  several  tests  in  sand.  The  two  similar 
methods  hinged  on  witnessing  the  TOA  of  the  relief  wave  on 
individual  gage  records.  The  following  assumptions  were  made  in 
these  analyses: 
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®  the  displacements  of  a  stress  gage  and  an  accelerometer 
canister  at  the  same  depth  are  identical; 

®  the  propagation  velocity  of  the  loading  wave  is  constant; 

©  the  propagation  velocity  of  the  relief  wave  is  constant; 

«  there  is  perfectly  normal  impact  onto  the  target. 

6. 3. 2.1  Graphical  Method 

A  schematic  of  the  location  of  stress  and  velocity  gages 
fielded  in  a  target  in  their  original  position  ana  at  a  later 
time  is  presented  in  Figure  6-12.  Representative  stress  and 
velocity  records  from  the  6-in.  and  12-in.  depths  are  shown  in 
Figure  6-13.  The  TOA  of  the  loading  wave  and  relief  wave  at  each 
gage  location  is  noted  in  the  figure.  The  amount  an 
accelerometer  canister  displaces  between  the  initial  TOA  and  the 
TOA  of  the  relief  wave  is  measured  from  the  double- integrated 
acceleration  record.  This  displacement  is  added  to  the  original 
gage  position  to  determine  the  location  of  the  gage  at  the  TOA  of 
the  relief  wave.  This  procedure  is  done  for  instruments  at  each 
depth  in  the  target.  As  mentioned  previously,  TOA  crystals  were 
located  at  several  depths  in  the  target  to  monitor  the  TOA  of  the 
loading  shock  wave.  One  such  measurement  is  made  at  the  bottom 
of  the  target  container,  where  the  loading  wave  becomes  a  relief 
wave,  thus  providing  an  additional  data  point  for  consideration 
in  determining  the  relief  wave  velocity. 

Figure  6-9  (Test  23)  is  repeated  in  Figure  6-14,  with 
additional  data  representing  the  location  of  various  gages  at  the 
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TOA  of  the  relief  wave.  The  two  data  clusters  represent  gages  at 
the  two  instrumented  depths,  6  in.  and  12  in.  As  was  done  when 
determining  the  propagation  velocity  of  the  loading  wave,  the 
inverse  slope  of  the  linear  fit  through  the  data  represents  the 
velocity  of  the  relief  wave.  For  Test  23  a  value  of  4,320  ft /sec 
was  determined.  Presented  in  Figure  6-15  is  a  similar  plot  for 
Test  24 .  Only  the  TOA  measurement  at  the  bottom  of  the  target 
and  the  gages  at  the  12-in.  depth  were  used  to  determine  the 
relief  wave  speed.  Only  these  gages  were  used  in  the  analysis 
due  to  the  failure  of  the  acceleration  measurements  at  the  6-in. 
depth  prior  to  TOA  of  the  relief  wave,  thus  prohibiting  a  measure 
of  the  displacement  of  instruments  at  that  depth.  The  linear  fit 
through  the  data  indicates  a  relief  wave  velocity  of 
4,280  ft/sec,  which  is  very  similar  to  that  determined  for  Test 
23 .  Test  25  was  not  analyzed  because  of  failures  or 
discrepancies  in  the  acceleration  measurements  at  both  the  6-in. 
and  12 -in.  depths. 

Theoretically,  the  two  lines  representing  the  best  fit 
through  the  loading  TOA  and  relief  TOA  should  meet  at  the  bottom 
of  the  target,  i.e.,  at  the  24-in.  depth,  represented  by  the 
dashed  line  in  Figure  6-14  and  6-15.  An  error  in  any  one  of  the 
assumptions  or  errors  in  placing  the  gages  in  the  target  could 
result  in  the  discrepancy  seen  in  the  figures. 
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6. 3. 2, 2  Analytic  Method 


The  second  method  used  to  determine  the  propagation  velocity 
of  the  relief  wave  in  the  soil  is  based  on  the  geometry  of  the 
target  and  the  determined  loading  wave  velocity.  After  the  shock 
wave  impacted  a  stress  gage,  it  continued  until  it  impacted  the 
free  surface  at  the  bottom  of  the  target.  The  distance  over 
which  the  shock  wave  traveled  at  the  loading  wave  speed  is  known. 
The  reflected  tensile  wave  then  traveled  back  though  the  target 
at  the  relief  wave  speed.  The  displacement  of  a  gage  during  the 
time  until  the  relief  wave  reached  the  gage  was  determined  from  a 
double-integrated  acceleration  record  at  the  same  depth.  Hence, 
the  position  of  the  gage  at  the  TOA  of  the  relief  wave  is  known. 
As  before,  the  velocity  of  the  loading  and  relief  waves  was 
assumed  to  be  constant  over  the  distance  traveled. 

In  Figure  6-12  the  original  positions  of  gages  at  the  upper 
and  lower  depths  are  denoted  by  and  H3,  respectively.  The 
displaced  positions  at  TOA  of  the  relief  wave  are  denoted  by 
Hx(t4)  and  H2(t3),  respectively.  The  location  of  the  bottom  of 
the  target  is  denoted  by  H3.  In  Figure  6-13  the  initial  TOA  of 
the  shock  wave  at  each  gage  is  labeled  t3  and  t2 .  The  TOA  of  the 
relief  wave  at  the  lower  and  upper  depths  is  labeled  t3  and  fc4, 
respectively.  The  time  for  a  shock  wave  to  travel  these  two 
known  distances  and  the  propagation  velocity  over  one  of  those 
distaiices  is  known;  hence,  the  velocity  over  the  second  distance 
may  be  determined.  At  the  upper  depth  and  lower  depth  (respec- 
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tively) ,  the  difference  in  time  between  loading  and  relief  wave 
arrival  is  given  bv: 


(t4  -  t,) 


%  -«i 


B,  ~  ( t4) 


It,  -  1 2) 


where 

Ct  =  the  loading  wave  velocity 
Ca  =  the  relief  wave  velocity 

These  equations  may  be  rearranged  to  solve  for  the  relief  wave 
velocity.  For  gages  located  at  the  upper  depth, 


Ca- 


H,  -  ^(t,) 


(t4  -  t»)  - 


(6.4) 


For  gages  located  at  the  lower  depth,  the  relief  wave  velocity 
may  be  determined  from 


H,  -  ^(tj) 


( £3  “  t,) 


H,  -  H, 


/ 


(6.5) 


Equation  (6.4)  was  applied  to  the  gage  records  at  the  upper 
depth  and  Equation  (6.5)  was  applied  to  the  gage  records  at  the 
lower  depth  for  Test  23.  The  loading  wave  speed,  CL,  used  in 
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these  calculations  was  that  determined  by  the  linear  fit  to  the 
TOA  data,  i.e.,  2,990  ft/sec  {see  Figure  6-9).  The  results  are 
presented  in  Table  6-1.  While  all  the  determined  values  for  Ca 
are  similar,  there  appears  to  be  a  systematic  difference  in  the 
values  determined  at  each  depth.  The  average  values  for  Cu  at 
the  upper  and  lower  depths  are  4,260  and  3,880  ft /sec, 
respectively. 

The  variation  in  the  determined  relief  wave  speed  at  the  two 
depths  may  be  due  to  experimental  error  in  placing  gages  in  the 
target,  or  to  the  assumption  that  the  displacement  of  the  stress 
gage  is  identical  to  that  of  an  adjacent  accelerometer  canister. 
Another  explanation  is  perhaps  the  error  in  assuming  that  the 
loading  wave  travels  at  constant  velocity  through  the  depth  of 
the  target.  This  discrepancy  may  be  seen  in  the  values  of  Cu 
determined  from  the  stress  gage  records  at  the  lower  depth.  If  a 
slower  loading  wave  velocity  is  chosen  for  the  depths  where 
stresses  are  lower,  the  determined  relief  wave  speed  will  be 
greater,  perhaps  bringing  the  values  determined  at  the  lower 
depth  more  in  line  with  those  determined  at  the  upper  depth. 

■■Ma.y.s.-Yelg,c,i.ty..-Us.in<j.,.a_Ya£yinq 

Lg.adin.qJM.ayje.-^slaclty 

The  premise  described  above  was  investigated  for  the  data  of 
Test  23 .  A  loading  wave  speed,  Cu*  was  determined  for  that 
portion  of  the  target  between  the  surface  and  the  lower 
instrumented  depth  from  the  inverse  slope  of  the  linear  fit 
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through  the  TOA  data  in  that  region.  A  different  loading  wave 
speed,  Cu,  was  determined  similarly  from  the  TOA  data  at,  and 
below,  the  lower  instrumented  depth.  For  gages  at  the  upper 
depth,  the  mathematical  description  of  the  time  required  for  the 
shock  wave  to  make  the  round  trip  is 

(t.  -  t.)  - - + - + - 

cw  Ca 


where 

=  the  loading  wave  speed  between  the  target  surface  and 
lower  instrumented  depth 

Cu  =  the  loading  wave  speed  between  the  lower  instrumented 
depth  and  the  bottom  of  the  target. 

This  relationship  may  be  rearranged  to  solve  for  Cvi 
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(6.6) 


Equation  (6.6)  is  used  to  determine  Cu  from  the  gage  records  at 
the  upper  depth.  Equation  (6.5)  is  still  applicable  for  the 
gages  at  the  lower  depth  by  substituting  Cu  for  CL. 

The  dashed  line  presented  in  Figure  6-16  is  the  linear  fit 
through  the  TOA  data  of  instruments  between  the  target  surface 
and  the  lower  instrumented  depth.  The  loading  wave  speed 
determined  by  the  inverse  slope  of  this  line  (3,240  ft/sec)  is 
the  value  for  Cu  over  the  distance  from  Hx  to  H3  within  the 
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target-  The  solid  line  in  Figure  6-16  is  a  linear  fit  through 
instrument  TOA  data  at  and  below  the  lower  depth.  The  wave  speed 
determined  from  this  data  is  2,760  ft/sec.  This  value  is 
substituted  as  Cu  in  Equation  (6.6)  and  as  CL  in  Equation  (6.5) 
to  determine  the  relief  wave  speed. 

The  results  of  this  analysis  are  presented  in  Table  6-2 . 

The  average  value  of  the  determined  relief  wave  speed  using  the 
instruments  at  the  upper  depth  is  4,460  ft/sec.  The  average 
using  instruments  at  the  lower  depth  is  4,370  ft/sec.  These  two 
values  are  very  similar,  indicating  that  for  some  materials  where 
the  stress  gradient  is  large  through  the  target,  the  assumption 
of  a  constant  loading  wave  speed  may  not  be  appropriate. 

It  is  not  clear,  however,  that  the  assumption  of  a  constant 
loading  wave  speed  for  the  Ottawa  sand  is  invalid  for  this  stress 
regime  (15,000  psi) .  To  evaluate  further  the  consistency  of  the 
targets  for  Tests  23  through  25,  Cu  and  where  determined,  as 
described  above,  for  Tests  24  and  25.  The  values  determined  for 
for  the  three  tests  were  3,240,  2,750,  and  2,750  ft /sec, 
respectively.  The  values  for  Cu  were  2,760,  2,570,  and 
2,570  ft/sec.  The  similarity  of  the  values  of  the  latter  two 
tests,  both  from  test  to  test  and  between  the  different  levels  in 
a  given  test,  indicate  that  perhaps  the  TOA  data  between  the 
target  surface  and  the  lower  instrumented  depth  in  Test  23  is 
anomalous.  However,  the  procedure  by  which  the  loading  wave 
velocity  may  be  determined,  at  various  stress  levels,  has  been 
demonstrated. 
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If  there  is  sufficient  data  from  a  test  that  supports  the 
determination  of  a  varying  loading  wave  speed,  a  more  complex 
(but  still  relatively  simple)  material  model  may  be  constructed. 

A  constant  loading  wave  speed  and  infinite  relief  wave  speed  were 
assumed  when  developing  the  projectile-soil  interaction  model. 
Using  Test  23  as  an  example,  the  values  of  Cu,  Cu,  and  Cy,  may  be 
used  to  determine  the  modulus  of  the  soil  over  the  various  stress 
regimes.  Shown  in  Figure  6-17  are  the  two  loading  wave 
velocities,  as  determined  in  Section  6. 3. 2. 3,  and  the  relief  wave 
velocity,  as  determined  in  Section  6. 3. 2.1.  The  relationship 
E^cfp  may  be  used  to  determine  the  modulus  of  the  material.  The 
result  of  this  calculation  for  each  value  of  C  is  shown  in  Figure 
6-18.  The  "break"  in  the  model  at  the  5,000  psi  level  reflects 
the  nominal  stress  level  at  the  12-in.  depth.  This  model  for  the 
sand  could  be  used  in  more  complex  finite  element  or  finite 
difference  codes  for  predicting  the  stress  in  the  target. 
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CHAPTER  7 


SUMMARY  AND  CONCLUSIONS 

7.1  Summary 

The  4-ft  gas  gun  is  unique  in  its  design  and  operating 
principle.  It  incorporates  several  novel  features,  including: 

•  a  rearwardly  exiting  water  reaction  mass  to  resist 
jetting  forces; 

•  a  specially  designed  quick-release  trigger  mechanism; 

•  a  multiple-layered  projectile  that  uses  anergy- absorbing 
foam  to  protect  a  permanent  carriage  section; 

•  replaceable  barrel  liner  and  barrel  extensions. 

Twenty-eight  tests  have  been  conducted  with  the  4-ft  gas  gun 

to  date.  These  tests  were  conducted  over  the  entire  range  of 
operation  of  the  gun  (0  to  300  psi).  The  projectile  velocity  on 
these  tests  varied  from  18  to  230  ft /sec.  The  projectile 
velocities  were,  on  the  average,  about  94  percent  of  the  values 
predicted  by  the  mathematical  model  of  the  gun,  and  were 
consistent  and  predictable . 

Tests  on  long-range  effects  indicate  there  is  no  potential 
for  damage  to  buildings  in  the  area  from  either  ground  shock  or 
airblast.  The  noise  generated  from  firing  the  gun,  while 
relatively  loud,  has  caused  little  disturbance  in  the  surrounding 
area. 

The  gas  gun  overcomes  the  limitations  of  other  dynamic 
testing  techniques  for  gage  validation  by  providing  predictable 
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and  repeatable  stress  and  ground  motion  fields  in  a  dry  sand 
target . 

7.2  Conclusions 

The  4-ft  gas  gun  provides  a  mechanism  to  conduct  many 
interesting  types  of  test.  These  include  tests  on  new  (and 
existing)  instrumentation  that  evaluate  gage  response  in  a 
particular  geologic  material.  The  only  target  material  discussed 
here  was  dry  sand,  but  there  are  a  myriad  of  materials  of 
interest,  e.g.,  saturated  soils,  clay,  limestone,  granite, 
marble,  and  various  mixes  of  concrete. 

The  4-ft  gas  gun  also  provides  a  means  for  obtaining  ground 
motion  data  for  ground  shock  transmission  in  jointed  material 
under  tightly  controlled  conditions.  Tests  could  be  conducted  to 
investigate  the  relative  effect  of  variations  in  joint  properties 
(roughness,  saturation,  continuity,  and  orientation)  on  ground 
shock  transmission,  as  well  as  the  material's  constitutive 
behavior.  The  data  would  provide  a  database  for  material 
modelers  to  develop  “smeared*  (or  macroscopic)  material  models 
for  a  discontinuous  material.  These  material  models  could  be 
used  as  input  to  discrete  element  codes  to  predict  ground  shock 
and  to  determine  the  suitability  or  capability  of  continuum  codes 
to  predict  the  response  of  a  jointed  material. 
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TABLES 


Table  3-1. 


Projectile  configuration  data,  predicted  and 
measured  projectile  velocity,  planarity,  and 
pressurization  time  from  tests  with  the  4-ft 
as  crun. 


Projectile 

Time  to 

Planarity 

Pressurize 

milliradians 

min 

25  I  3265 


26  I  3120 


37  I  3120 


20  I  3950  4/12 


1  (Mens.  Vel.)/!Pred.  Vel.) 

'  Velocity  calculated  at  12' 
’  Impact  planarity  onto  the 
NO  "  No  Data 


•  100 
V*h)* 
taroet 
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Table  4-1.  Ranges  of  interest  for  testing 
with  the  4-ft  gun. 


ocation 


Nearest  (uninhabited)  bid 


Control  Trailer,  location 
of  nearest  personnel 


Nearest  inhabited  WES  bldg, 
not  associated  with  testing 


Guard  at  entrance  road  to  site 


Nearest  residential  bldg 
(outside  station  boundary) 


Range,  ft 


30 


Table  4-2.  Structural  damage  thresholds  from  references . 


_ Particle  Velocity  Damage  Threshold 

Damage  Type  *  T  T™ 

Langefors  et  al.  Nicholls  et  al .  McPherson 


1958) 


None 


Fine  plaster 
cracks 


Plaster  and 
masonry  wall 
cracking/minor 
structure 


<  2.8  in. /sec 

<  2.0  in. /sec 

4.3  in. /sec 

2-4  in. /sec 

6.3  in. /sec 

4-7  in. /sec 

9.1  in. /sec 

>  7  in. /sec 

(1989) 
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Table  4-3.  Sound  pressure  level,  far-field  velocity,  and  airblast  data  from 
tests  with  the  4-ft  gas  gun. 

Far  Field  Data 

Sound  Pressure  Level  Max  Velocity1,  in. /sec. 


2  ^  ;  S  S  Z  2  Z  £ U  Zl> 


<0*0  .  *> . in  co  .  .  m  . 
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i  i  §  s 


tJ>inO(V<T\G(J\OC> 
**  r-  ofN^in^oo 
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r*'  co  I  cn  I  o  I 

ri  H  H  N  IN 


Z  «  v 

f)  «rj  •*-*  '** 
^  ^  q 

*3*S 

X  4J 

8  u  u  11 

-- 8fe 


Table  4-4.  Airblast/nuisance  data  for  the  12-in 


Normalized  Range 


Range 

ft 


Avg .  SPL 
dB 


30 

31 

0.05 

141.8 

110 

115 

0.02 

133.7 

Table  4-5 


Range 

ft 


Predicted  airblast /nuisance  data  for  the  4-ft 


Normalized  Range 


.5 


43.75 


63.75 


81.25 


171.25 


0.135 


0.039 


0.030 


0.0255 


0.0152 


150.3 


139.6 


137.3 


135.9 


Table  6-1.  Relief  wave  speed,  Cv,  as  determined  by  the 
analytic  method  for  Test  23,  assuming  a 
constant  loading  wave  speed. 


Gage  Name /Type 


S&VA-l  (Accel) 


S&VS-l  (Accel) 


HRSE-1A  (Stress) 


HRSE-lB  (Stress) 


Depth 

in. 


ft/sec 


4160 


4300 


4380 


4210 


Average  value  at  6  in.  depth  =  4260  ft/sec 


S&VA-2  (Accel) 


Accel) 


HRSE-2  (Stress 


3840 


4070 


Average  value  at  12  in.  depth  =  3880  ft /sec 


Table  6-2. 

- -  - - -  - - 

Relief  wave  speed,  Cu,  as 
analytic  method  for  Test  I 
varying  loading  wave  speec 

determined  by  the 
!3,  assuming  a 

'  « 

Gage  Name /Type 

Depth 

in. 

cv 

ft /sec 

S&VA-l  (Accel) 

6 

4350 

!  S&VS-l  (Accel) 

6 

4500 

!  HRSE-1A  (Stress) 

6 

4590 

HRSE-lB  (Stress 

6 

4410 

Average  value  at  6  in.  depth  =  4 

i 4 60  ft/sec 

mmsmmm 

12 

4170 

HiFi-2  (Accel) 

12 

4320 

1  HRSE-2  (Stress 

\ _ 

12 

4610 

Average  value  at  12  in.  depth  ~  4370  ft/sec 
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Figure  2-2.  Schematic  of  the  4-f t-diameter  vertical  gas  gun 
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Figure  2-6.  Photograph  of  the  cjuick-release  trigger  mechanism  used 
for  supporting  and  releasing  the  projectile. 


Figure  2-7.  Schematic  of  the  projectile  used  with  the 
4-ft-diameter  gas  gun. 
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Figure  2-8.  Photograph  of  the  projectile  used  with  the  4-ft  gas  gun.  The 
three  components  of  the  projectile  are  the  carriage  (stripped 
in  this  photograph),  energy-absorbing  foam,  and  the  impact  plate. 
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Figure  2-10.  Photograph  of  the  projectile  after  a  test.  Note  the  deformation 
of  the  pressure  plate. 


SECTION  VIEW  OF  BARREL, 
NOTE:  VIEW  OF  HOLES 
SUPERIMPOSED 


BARREL 
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1 


Figure  2-11.  Piezoelectric  pin  locations,  in  the  barrel  of  the 
gun,  for  velocity  and  planarity  measurements. 
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Figure  2-12.  Schematic  of  orientation  of  piezoelectric  pin  used 
in  measuring  projectile  velocity  and  planarity. 


BEFORE  FIRING 


AFTER  FIRING 
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Figure  3-1.  Parameters  used  in  developing  the  mathematical  model, 


PROJECTILE  VELOCITY  (FT/SEC) 


VESSEL  PRESSURE  (PSI) 


Figure  3-2.  Predicted  and  measured  projectila  velocities  for 
the  4-ft-diameter  gas  gun. 
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TIME  (MINUTES) 


Figure  3-3.  Time  required  to  pressurize  the  gas  gun. 
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VELOCITY  (FT/SEC) 


Figure  4-1.  Predicted  velocity  for  a  3,260-lb  projectile 
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PARTICLE  VELOCITY  (IN./SEC) 


PROJECTILE  VELOCITY  (FT/SEC) 


Figure  4-2.  Predicted  peak  particle  velocity  as  a  function 
of  projectile  velocity  for  the  30-ft  range. 
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PARTICLE  VELOCITY  (IN./SEC) 


0.5 


PROJECTILE  VELOCITY  (FT/SEC) 


Figure  4-3.  Predicted  peak  particle  velocity  as  a  function  of 
projectile  velocity  for  various  far-field  ranges. 
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Figure  4-4.  Sound  pressure  level  measurements  made  when 
testing  with  the  12 -in. -diameter  gas  gun. 
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PRESSURE  (PSI) 


NORMALIZED  RANGE  (RANGE/GUN  DIAMETER) 


Figure  4-5.  Airblast  pressure  measurements  end  predictions  as  a 
function  of  normalized  range  for  gas  gun  testing. 
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SOUND  PRESSURE  LEVEL  (dB) 


NORMALIZED  RANGE  (RANGE/GUN  DIAMETER) 


Figure  4-6 .  Measured  and  predicted  sound  pressure  levels  as  a 
function  of  normalized  range  for  the  4-ft  gas  gun 
tests . 
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SOUND  PRESSURE  LEVEL  (dB) 


VESSEL  PRESSURE  <PSI) 


Figure  4-7.  Measured  sound  pressure  levels  generated  by  the 
4-ft  gas  gun  as  a  function  of  vessel  pressure, 
for  various  ranges  of  interest. 
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Figure  5*1.  Test  setup  for  initial  hydrostatic  and  vacuum 
testing  o£  the  4 -ft  gas  gun. 


09 


110 


Figure  5-3.  Control  panel  used  for  operating  the  gas 
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Figure  5-4.  Schematic  of  the  fill  system  used  for 
conducting  tests  with  the  gas  gun. 
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Figure  5-5.  Components  of  the  pressure  end  vacuum  systems  located  in 
shed  adjacent  to  the  4- ft  gas  gun. 
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Figure  5-6.  Photograph  of  target  construction.  Several  6  to  8  in.  lifts 
of  sand  were  placed  in  the  target  container. 
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Figure  5-7.  Photograph  of  personnel  vibrating  a  lift  of  sand. 


Figure  5-8.  Photograph  of  the  nuclear  densitometer  used  to 
measure  density  through  each  lift  of  the  target. 
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Figure  5-9.  Photograph  of  personnel  using  a  microwave  oven  to  determine 
the  moisture  content  of  each  lift  of  sand. 
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Figure  5-10.  Example  density  and  moisture  content  profiles 
for  a  target  tested  with  the  gets  gun. 


Figure  5-11,  Typical  layout  for  target  instrumentation. 
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Figure  5-12.  Photograph  of  personnel  placing  gages  in  the  target. 


Figure  5-13.  Stress,  velocity,  and  TOA  gages  located  at  the  12-in 
depth  in  a  target. 
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impact  velocity  and  planarity. 


CARRIAGE 


ENERGY  ABSORBING 
FOAM 

IMPACT  PLATE 


Figure  5-15.  Cross  section  of  the  gas  gun  projectile  and 
.container  of  target  material. 


123 


Figure  5-16.  Recording  equipment  used  for  tests  with  the  4-ft  gas 


STRESS  (PS!) 


3  3.5  4  4.5  5 


TIME  (MILU-SEC) 


Figure  6-X.  Stress  measurements  from  Test  24  with  the  4-ft 
gas  gun.  Data  recorders  were  triggered  at 
time  t=0  sec. 
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VELOCITY  (FT/SEC) 


Figure  6-2.  Velocity  measurements  from  Test  23  with  the  4~ft 
gas  gun.  Data  recorders  were  triggered  at 
time  t=0  sec. 
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Figure  6-3. 
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Stress  measurements  from  three  identical  tests 
with  the  4-ft  gas  gun,  as  monitored  by  a  single 
type  of  stress  gage. 


VELOCITY  (FT/SEC) 


Figure  6-4.  Velocity  measurements  from  two  identical  tests 
with  the  4-ft  gas  gun. 
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BEFORE  IMPACT 


AFTER  IMPACT 
(AT  TIME  « t) 


THIS  SOU.  MODEL  IMPLIES: 

1)  CONSTANT  LOADING  WAVE  VELOCITY.  C( 

2)  INRNfTE  RELIEF  WAVE  VELOCITY 


Figure  6-5,  Projectile-aoil  interaction  (PSI)  model. 
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Figure  6-6.  Schematic  of  lower  and  upper  bounds  on  ways 
to  represent  the  gas  gun  projectile  in  PSI 
model  calculations. 
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Figure  6-7.  Comparison  between  the  PSI  model  and  stress 

data  at  the  6-in.  depth  in  Ottawa  sand  targets. 
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Figure  6-8,  Comparison  between  the  FSI  model  and  velocity 

data  at  the  12 -in.  depth  in  Ottawa  sand  targets. 
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TIME-OF-ARRIVAL  (MICRO-SEC) 


DEPTH  (IN) 


Figure  6-9.  Time-of -arrival  vs.  depth,  for  Test  23,  used 
to  determine  the  propagation  velocity  of  the 
loading  shock  wave. 


TIME-OF-ARRIVAL  (MICRO-SEC) 


DEPTH  (IN) 


Figure  6-10.  Time-of -arrival  vs.  depth,  for  Test  24,  used 
to  determine  the  propagation  velocity  of  the 
loading  shock  wave. 
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TIME-OF-ARRIVAL  (MICRO-SEC) 


DEPTH  (IN) 


Figure  6-11.  Time-of -arrival  vs.  depth,  for  Test  25,  used 
to  determine  the  propagation  velocity  of  the 
loading  shock  wave. 
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Figure  6-13.  Stress  and  velocity  measurements  at  the  two 

instrumented  depths,  indicating  the  TQA  of  the 
loading  (t^  and  t^> )  and  relief  ( t-j  and  t^)  waves. 
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Figure  6-14.  Graphical  determination  of  the  relief  wave 
speed  for  Test  23. 


137 


TIME-OF-ARRJVAL  (MICRO-SEC) 


Figure  6-1$.  Graphical  determination  of  the  relief  wave 
speed  for  Test  24. 
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TIME-OF-ARRIVAL  (MICRO-SEC) 


Figure  6-17.  Loading  and  relief  wave  speeds  used  to  determine 
a  material  model  for  ?est  23. 
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6-18.  Material  model  for  Ottawa  sand,  determined  from 
TOA  measurements  in  the  target  for  Test  23 . 
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APPENDIX  A 


LISTING  OF  THE  COMPUTER  CODE  GG4PV 


C  PROGRAM  NAME:  GG4PV.FOR 
C  UPDATED:  DECEMBER  20, 1993 
C  DATE:  JULY  10, 1991 

C  WRITTEN  BY:  HOWARD  G.  WHITE 
C  USAE  WATERWAYS  EXPERIMENT  STATION 

C  3909  HALLS  FERRY  ROAD 

C  VICKSBURG,  MS  39180*6199 

C  PH:  (601)  634-3391 

C  THIS  PROGRAM  CALCULATES  THE  PROJECTILE  VELOCITY  FOR  THE  4-FT 
C  GAS  GUN,  FOR  A  GIVEN  VESSEL  PRESSURE,  OR  RANGE  OF  PRESSURES, 

C  AND  A  GIVEN  PROJECTILE  WEIGHT. 

C  VARIABLE  DEFINITION 
C  C«  CONVENIENT  CONSTANT 
C  COEFF1  -  CONVENIENT  CONSTANT 
C  COEFF2  m  CONVENIENT  CONSTANT 
C  COEFF3  .  CONVENIENT  CONSTANT 
C  DENRM  «  DENSITY  OF  REACTION  MASS  (SLUGS/FT*3) 

C  I -DUMMY  VARIABLE 

C  ICALC  -  1  IF  CALC  VEL  AS  FRONT  EXITS  BARREL,  2  IF  REAR 
C  IPPLATE  -  2  IF  PRESSURE  PLATE  IS  USED  ON  PROJECTILE.  1 1F  NOT 
C  OUTFILE  »  OUTPUT  FILENAME  FOR  CALCULATED  DATA 
C  PINC  -  PRESSURE  INCREMENT  FOR  CALCULATIONS  (P3I,  CHANGED  TO  LB/FTA2) 

C  PINIT  -  INITIAL  VESSEL  PRESSURE  (PSI) 

C  PMASSLB  .  PROJECTILE  MASS  .(LBm,  CHANGED  TO  SLUGS) 

C  PMASS  -  PROJECTILE  MASS  (SLUGS) 

C  PMAX  »  MAX  PRESSURE  FOR  CALCULATIONS  (PSI) 

C  RATIO  -  RATIO  OF  PROJECTILE  MASS  TO  REACTION  MASS 
C  RBAR- RADIUS  OF  BARREL  (FT) 

C  RMASS  -  REACTION  MASS  (SLUGS) 

C  VCHAM  «  VOL  OF  CHAMBER  BETWEEN  PROJECTILE  AND  REACTION  MASS  (FT*3) 

C  VEL  -  VELOCITY  OF  PROJECTILE  (FT/SEC) 

C  VINIT  « INITIAL  PRESSURIZED  VOL,  BEFORE  MASSES  BEGIN  MOVING  (FT*3) 

C  VTANK  »  VOLUME  OF  TANK  (FT*3) 

C  XFOAM  •  LENGTH  OF  FOAM  ADDED  TO  FRONT  OF  PROJECTILE  (IN  CHANGED  TO  FT) 
C  XL  -  LENGTH  OF  PROJECTILE  TRAVEL  PRIOR  TO  IMPACTING  RATE  PINS  (FT) 

C  XPLATE  -  LENGTH  OF  IMPACT  PLATE  (IN  CHANGED  TO  FT) 

C  YL  -  LENGTH  OF  REACTION  MASS  HEIGHT  (AND  TRAVEL)  (FT) 

CHARACTER  OUTFILEM  6 
C  — •  INPUT  PROJECTILE  MASS  ~~ 
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io  write(*,90) 

90  FORMAT(///,5X,'PROGRAM  GG4PV  (LAST  UPDATED:  20  DECEMBER  1 993)') 


WRITE(MOO) 

100  F0RMAT(///,5X, 'INPUT  PROJECTILE  MASS  (LBm) : ') 

READ(*,*)PMASSLB 

WRITE(MIO) 

1 10  F0RMAT(///,5X, 'INPUT  LENGTH  OF  FOAM  ON  PROJECTILE  (IN) : ') 
READ(*,*)XFOAM 

WRITE(M20) 

120  FORMAT(///,SX, 'INPUT  LENGTH  OF  IMPACT  PLATE  (IN) : ') 
READ(V)XPLATE 

125  WRITE(M30) 

130  FORMAT (///,5X,'WAS  A  PRESSURE  PUTE  USED  ON  THE  PROJECTILE?', 

1  /,5X,'1  *  NO  2  «  YES', 

2  //,5X, 'ENTER  OPTION : ') 

READ(*,*)IPPLATE 

IF(IPPLATE.LT.1  .OR.  IPPLATE.GT.2)  THEN 
WRITE(6,*)'YOU  ENTERED :  '.IPPLATE 
WRITE(6.*)'PLEA8E  ENTER  A 1  OR  2* 

GOT0 125 
END  IF 

135  WRJTE(*,140) 

140  FORMAT(///,5X,'CALCULATE  THE  VELOCITY  AS:', 

1  /,5Xt'1  -  THE  FRONT  OF  THE  PROJECTILE  EXITS  THE  BARREL', 

2  /.SX,*  *  THE  REAR  OF  THE  PROJECTILE  EXITS  THE  BARREL*. 

3  //,6X,'ENTER  OPTION:*) 

READ(V)ICALC 

IF(ICALC.LT.1  .OR.  ICALC.GT.2)  THEN 
WRITE(6,*)'YOU  ENTERED :  '.ICALC 
WRfTE(6,*)'PLEASE  ENTER  A10R21 
GOT0 135 
END  IF 

C  ****  INITIAL  CONSTANTS  AND  CALCULATIONS  ~~ 


PI*  3.141592654 
RBAR  «  2.0 
DENRM-  1.939 
IF  (ICALC  .EQ.1)  THEN 
XL  *  (128.375-XFOAM*XPLATE)/12. 
ELSE 

XL  *166712. 

END  IF 

PMASS  -  PMASSLB/32.174 
VTANK  -  355.0 
IF  (IPPLATE  .EQ.1)  THEN 
VCHAM  *  63.7 
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ELSE 

VCHAM  o  3b.w 
END  IF 

VINIT  =  VTANK+ VCHAM 

C  ****  CALCULATE  REACTION  MASS  TRAVEL  DISTANCE  AND  MASS  **** 

ZZ  =  XL'PMASS 
Z  =  PI*RBAR*RBAR*DENRM 
YL  =  SQRT(ZZ/Z) 

RMASS  «  YL'Z 

C  ****  CALCULATE  CONVENIENT  CONSTANTS  **** 

RATIO  =  PMASS/RMASS 
C  =  PI*RBAR*RBAR*(1  .+RATIO) 

C0EFF1  *  (1  ,-{VINIT/(VINIT+XL*C))**0.4) 

C0EFF3  =  ((VTANK/VINITT1.4)/0.4*2. 

C0EFF2  «  (C0EFF3*VINIT)/(PMASS*(1.+RATI0)) 

C  CALCULATE  ONE  OR  MANY  POINTS? 

ISO  WRITER,  160) 

160  FORMAT(///,5X/  OPTIONS’, 

1  //.5X,’1  *  GENERATE  DATA  FILE  FOR  RANGE  OF  PRESSURES’, 

2  /fiX.'Z  =  INVESTIGATE  SINGLE  PRESSURE’, 

3  //,5X,’ENTER  OPTION:’) 

READ(V)IOPT 

IF(IOPT.LT.1  .OR.  IOPT.GT.2)  THEN 
WRITE(6,*)’YOU  ENTERED :  ’.IOPT 
VVRtTE(6,*)’PLEASE  ENTER  A 1  OR  t 
GOT0 160 
END  IF 

IF{IOPT.EQ-2)  GOTO  300 

C  ****  SECTION  TO  CALCULATE  FOR  A  RANGE  OF  PRESSURES  ~~ 

200  WRITE(\210) 

210  FORMAT (///,5X,’U‘4PUT  MAXIMUM  PRESSURE  OF  INTEREST  (PSJ) :  ’) 
READ(V)PMAX 


WRITE(\22Q) 

220  FORMAT(/,5X,’lNPUT  INCREMENT  FOR  PRESSURE  STEPS  (PSJ):*) 
READ(*,*)RNC 

WRnTE(*,23Q) 

230  FDRMATCASX.’ENTER  THE  NAME  OF  THE  OUTPUT  FILE :  ■) 
READ{**240)OUTFtl£ 

240  FORMAT(A16) 


NPTS  r.  INT(PMAX/HNC>+1 
PiNC  -  PMT144. 
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OPEN(UNIT=10,FILE=OUTFILE) 

WRITE{10,250)NPTS 
250  F0RMAT(I5) 

C  ****  BEGIN  LOOP  CALCULATIONS  **** 

DO  260  1=1 ,NPTS 
PRES®  (1-1  )*PINC 

VEL  =  (PRES*COEFF1  *COEFF2)**0.5 
PRES  *>  PRES/144. 

WRITE(10*)PRES,VEL 
280  CONTINUE 
CLOSE(UN!T=10) 

GOTO  400 

C  ****  SECTION  TO  CALCULATE  VELOCITY  FOR  A  SINGLE  POINT 
300  WRITE(*,310) 

310  FORMAT (///.5X/INPUT  INITIAL  VESSEL  PRESSURE  (PS1) : ') 
READ(Y)PINIT 

VEL  « (PINrri  44.*COEFF1  *COEFF2)**0.5 
YL  ■  YL*12. 

RMASS  *  RMASS*32.174 
WRrrE(*,320)PINrr,VEL,YL,RMASS,PMASSLfl 
320  FOrr.?MT(/15X,'INiTlAL  PRESSURE  -  '.F4.0/  PSI*. 

1  ASX, PROJECTILE  VELOCITY  »  \F4.0,1  FT/SEC*. 

2  /.SX.'REACTION-MASS  HEIGHT  « *,F5.1/  INCHES*. 

3  /, SX.’REACTION-MASS  MASS  -  ’.FS.O/  LBm\ 

4  /.SX/PROJECTIUE  MASS  » '.F5.0/  LJBm') 


C  ~*  END  CALCULATIONS  — 

C  *~*  RUN  THE  PROGRAM  AGAIN?  ~~ 

400  WRITEC.410) 

410  FORMAT(/A5X/  OPTIONS’, 

1  /ASX/1 «  RUN  PRCGRVM  AGAIN*. 

2  A5X.*2  *  END  PROGRAM*. 

3  /ASX.PNTER  OPTION;*) 
READ(*.*)IOPT 

IRIOPT.LT.I  OR.  IOPT.GT2)  THEN 
WRITE(6.*)  YOU  ENTERED :  \IOPT 
WRITE  (3/)F»JL\$E  ENTER  A 1  OR  2 
GOTO  400 
END  IF 

IF  (IOPT.EO.1)  GOT0 10 
1000  END 
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APPENDIX  B 


LISTING  OF  THE  COMPUTER  CODE  PARTVEL 


C  PROGRAM  NAME:  PARTVELFOR 
C  DATE:  APRIL  27, 1991 

C  WRITTEN  BY:  HOWARD  G.  WHITE 
C  USAE  WATERWAYS  EXPERIMENT  STATION 

C  3909  HALLS  FERRY  ROAD 

C  VICKSBURG,  MS  39180-6199 

C  PH:  (601)  634-3391 

C  THIS  PROGRAM  CALCULATES  THE  PEAK  VERTICAL  PARTICLE  VELOCITY 
C  FOR  IMPACTS  AS  A  FUNCTION  OF  RANGE  AND  PROJECTILE  SEISMIC  ENERGY 
C  LEVEL  ASSUMING  A  TNT  EQUIVALENCE  OF  1.41  E6  FT-LB/LB-TNT.  THE 
C  PROJECTILE'S  KINETIC  ENERGY  IS  FOUND  FROM  ITS  MASS  AND  VELOCITY. 

C  REFERENCE:  FUNDAMENTAL  EXPERIMENTS  IN  GROUND  SHOCK  PHENOMENOLOGY 
C  WES  MISCELLANEOUS  PAPER  N-73-2 

C  J.G.  WALLACE  AND  J.  FOWLER 

C  MARCH  1973 

C  PARAGRAPH  28,  P36. 

C  VARIABLE  DEFINITION 

C  GC  -  GRAVITATIONAL  CONSTANT  (LBm-FT /LBI-SE02) 

C  E®  ENERGY  OF  IMPACT  (LB-TNT) 

C  MP  «  MASS  OF  PROJECTILE  (LBm) 

C  PARTVEL  «  PARTICLE  VELOCITY  AT  RANGE  R  {(MSEC) 

C  PRQJVEL  *  PROJECTILE  VELOCITY  (FT/SEC) 

C  R  *  RANGE  (FT) 

C  TNT  ssTNT  EQUIVALENCE 

C  VMIN  .  MINIMUM  VELOCITY  USED  IN  CALCULATION  (FT/SEC) 

C  VMAX  *  MAXIMUM  VELOCITY  USED  IN  CALCULATION  (FT/SEC) 

c  . 

INTEGER  VMIN, VMAX 
REAL  MP 

CHARACTER  OUTFILE15 


10  CONTINUE 

C  ~~  DEFINE  CONSTANTS  ~~ 


GC*32.174 

TNT»14\OOOQ.O 

MP-3260. 

VMIN-1 

VMAX*300 
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WRITE{*,50)GCfTNT,MP,VMIN,VMAX 
50  FORMAT (//,5X, 'CURRENT  PARAMETER  SETTINGS  ARE  : 

1//,5X,!GRAVITATIONAL  CONSTANT  =  ‘tF6.3,'  (LBm-FT)/(LBf-SE02)', 

2//.5X.TNT  EQUIVALENCE  =  \F8.0,'  (FT-LBf)/(LBf-TNT)', 

3//,5X;PRaiECT!LE  MASS  « ',F5.0,'  LBm', 

4//, 5X, 'RANGE  OF  PROJECTILE  VELOCITY  CALCULATED :  ',12,*  TO  \ 

5  13,'  FT/SECV/) 

WRfTE{*,60) 

60  FORMAT(5X, 'UNITS  OF  THE  RESULTING  PARTICLE  VELOCITY  ARE  SN/SEC') 
WRITE(*,70) 

70  FORMAT (//,5X, 'INPUT  THE  RANGE  OF  THE  OBSERVATION  POINT  (FT) : ') 
READ(*,*)R 

WRITE(*,8C) 

80  FORMAT(//,5X, 'OUTPUT  FILE  NAME:') 

READ(*,90)OUTFILE 
90  FORMAT(A15) 

OPEN(UNIT=17,FILE=OUTFILE) 

WRITE(1 7,*)  VMAX 

C  ****  CALC.  ATION  SECTION  **** 

DO  100  l=VMIN,VMAX 
PROJVEL=I*1.0 

E=MP*PROJVEL*PROJ  VEL/(2.0*GC*1 41 0000.) 

C  **"  PARTVEL  HAS  UNITS  OF  IN/SEC  **** 

PARTVELss600.0*(E/R**3)**0.5 

WRITE(17,*)PROJVEL, PARTVEL 

100  CONTINUE 

CLOSE  (UNIT=17) 

350  WRITE(Y)'  DO  YOU  WISH  TO  RUN  THIS  PROGRAM  AGAIN?' 

WRITE(Y)'  YES  =  1  NO  =  2’ 

WR!TE(V)'  PREFERENCE: ' 

READ(Y)IPREF 
IF(IPREF.EQ.I)  GOT0 10 

1000  END 


153 


ooo  oo  oooo  oooo  ooooooo 


APPENDIX  C 


LISTING  OF  THE  COMPUTER  CODE  1DWAVE 

C  PROGRAM  NAME:  1DWAVE.FOR 
C  DATE:  JULY  14, 1992 
C  LAST  REVISED:  JULY  24, 1992 

WRITTEN  BY:  HOWARD  G.  WHITE 

USAE  WATERWAYS  EXPERIMENT  STATION 
STRUCTURES  LABORATORY/EXPLOSION  EFFECTS  DIVISION 
ATTN:  CEWES-SE-R 
2909  HALLS  FERRY  ROAD 
VICKSBURG,  MS  39180-6199 
(601)634-3391 

REFERENCES:  FUNDAMENTALS  OF  PHYSICS.  2ND  EDITION 
HALLIDAY  AND  RESNICK,  PP  153-7 
GAGE  VALIDATION  USING  A  2.4  M  DIAMETER  FLYER  PLATE 
ERIC  RINEHART,  JULY  1987. 

“LARGE  HIGH  EXPLOSIVE  DRIVEN  FLYER  PLATE  TECHNIQUE 
FOR  THE  CALIBRATION  OF  SOIL  STRESS  AND  MOTION 
INSTRUMENTATION* 

RENICK,  GOOOFELLOW,  AND  FLORES 

GAS  GUN  CALCULATIONS  NOTEBOOK 
SECTION  ON  1-D  ANALYSIS  OF  WAVE  PROPAGATION 

“MECHANICAL  PROPERTY  RECOMMENDATIONS  FOR  POSTTEST 
EVALUATION  OF  THE  MIDNIGHT  HOUR  2  TEST* 

BRUCE  PHILLIPS,  CEWES-SD,  JULY  1891 

C  FOR  AN  INELASTIC  COLLISION,  2  PARTICLES  WITH  INITIAL  MASSES  AND 
C  VELOCITIES  WILL  'STICK*  TOGETHER  AFTER  IMPACT,  AND  HAVE  A  SINGLE 
C  VELOCITY  THEREAFTER.  FOR  OUR  CASE  OF  THE  GAS  GUN  PROJECTILE 
C  IMPACTING  A  TARGET,  THE  TOTAL  MASS  INCREASES  AS  THE  WAVE  TRAVERSES 
C  THE  TARGET  (AT  A  PROPAGATION  VELOCITY  C2)  THEREBY  REDUCING  THE 
C  VELOCITY  OF  THE  “SYSTEM*.  WE  WILL  MODEL  THE  CARRIAGE,  SHOCK- 
C  ISOLATING  FOAM,  AND  IMPACT  PLATE  OF  THE  PROJECTILE  BY  CONSIDERING 
C  A  SINGLE  IMPACTING  PLATE  (EFFECTIVELY  THROWING  OUT  THE  CARRIAGE  AND 
C  FOAM).  WE  WILL  NOT  ACCOUNT'  FOR  THE  RELIEF  WAVE  IMMEDIATELY  COMING 
C  IN  FROM  THE  SIDES  OF  THE  TARGET.  IN  ORDER  TO  REMAIN  1-D. 

C  WE  HAVE  TWO  GOVERNING  EQUATIONS. 

C  FOR  A  PULSE  WITH  MAGNITUDE  'STRESS',  TRAVELLING  INTO  A  BAR  WfTH  AREA 
C  *A*.  PROPAGATION  VELOCITY  *C*,  DENSITY  *RHO\  FOR  A  TIME  'DELTA  T\ 

C  AND  EQUATING  THE  IMPULSE  APPLIED  TO  THE  END  OF  A  BAR  TO  THE  CHANGE 
C  IN  MOMENTUM  OF  THE  EFFECTED  REGION,  WE  FIND: 

C  STRESS  u  RHQ  (DENSITY)  *  C  (WAVE  SPEED)  *  V  (PARTICLE  VELOCITY) 
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C  FROM  CONSERVATION  OF  MOMENTUM  FOR  AN  INELASTIC  COLLISION;  FOR  AN 
C  IMPACTOR  WITH  DENSITY  ‘RH01‘,  PROPAGATION  VELOCITY  'Cl*,  AREA  'A", 

C  THICKNESS  ‘HI ",  AND  VELOCITY  “VI ",  AND  A  TARGET  WITH  DENSITY  ‘RH02*, 

C  PROPAGATION  VELOCITY  ‘C2‘,  AREA  ‘A‘,  &  A  GIVEN  DEPTH  ‘H‘,  THE  VELOCITY 
C  OF  THE  ‘SYSTEM",  ‘V2\  AS  A  FUNCTION  OF  TIME  T,  IS  GIVEN  BY: 

C  V2(T)  =  (RHOI  *  HI  *  VI )  /  [(RHOI  *  HI )  +  (RH02  *  C2  *  T)] 

C  THE  VELOCITY  VARIES  WITH  TIME  BECAUSE  THE  EFFECTED  MASS  IS  A 
C  FUNCTION  OF  TIME,  IE,  H(T)=C2*T.  V2(T)  MAY  BE  SUBSTITUTED  INTO 
C  THE  PREVIOUS  EQUATION  TO  FIND  THE  STRESS  IN  THE  TARGET. 

C  THIS  DEVELOPMENT  ASSUMES  A  LINEAR  WAVESPEED  DURING  LOADING,  IE,  A 
C  LINEAR  STRESS-STRAIN  CURVE  FOR  THE  TARGET  MATERIAL,  AND  IT  ASSUMES 
C  AN  INFINITE  UNLOADING  WAVESPEED,  IE,  THE  ENTIRE  MASS  BEHIND  THE  WAVE 
C  FRONT  IS  TRAVELLING  AT  THE  SAME  SPEED  (AS  A  RIGID  BODY).  THESE 
C  ASSUMPTIONS  ARE  PERHAPS  NOT  EXTREMELY  INCORRECT  FOR  LOW  STRESS  LEVELS 
C  IN  SAND.  ALSO,  AS  A  RESULT  OF  THE  INFINITE  UNLOADING  WAVE  SPEED  IN 
C  TARGET,  THE  VELOCITY/STRESS  STATE  OF  THE  ‘SYSTEM*  BEHIND  THE  INITIAL 
C  WAVE  FRONT,  IS  CONSTANT  (WITH  DEPTH),  FOR  A  GIVEN  INSTANT  IN  TIME. 

C  VARIABLES  USED  IN  THIS  PROGRAM  INCLUDE 

C  C2=PROPAGAT!ON  VELOCITY  IN  THE  TARGET  (FPS) 

C  D=DEPTH  WITHIN  A  TARGET  (FT,  THEN  IN  OR  M) 

C  DOPsDEPTH  OF  OBSERVATION  POINT  (IN,  THEN  FT) 

C  GCjeGRAVITATIONAL  CONSTANT  ((LBM-FT)/(LBF-S*2)) 

C  HI -THICKNESS  OF  THE  IMPACTOR  (IN,  THEN  FT) 

C  M3UMMY  VARIABLE 

C  1PREF1*SEC  OR  MSEC  TIMEBASE  FOR  OUTPUT  FILE? 

C  IPREF2*ENGLISH  OR  METRIC  UNITS  FOR  OUTPUT  FILE? 

C  IPREF3*OUTPUT  VELOCfTY  DATA? 

C  IPREF4-OUTPUT  STRESS  DATA? 

C  IPREFS-RUN  PROGRAM  AGAIN  OR  NOT? 

C  IPREF6«TIME  OR  DEPTH  FOR  X-AXIS  DATA  FOR  OUTPUT  FILE? 

C  NNsPARAMETER  TO  SET  SIZE  OF  ARRAYS 
NPTS*NUMBER  OF  POINTS  IN  CALCULATION 
OUTFILE1«FILENAME  FOR  VELOCITY  DATA 
OUTFILE2-FILENAME  FOR  STRESS  DATA 

REDUCE-TIME  NEEDED  TO  REDUCE  TMAX  BY  TO  ALLOW  PROGRAM  TO  RUN  (MSEC) 
RHOtwDENSITY  OF  THE  IMPACTOR  (PCF) 

RH02*DENSITY  OF  THE  TARGET  (PCF) 

STRES$(T>STRESS  IN  THE  TARGET  (PS!  OR  MPA)  AT  &  BEHIND  LOCATION  H 
T»TIME  (SEC,  THEN  SEC  OR  MSEC) 

TINCaTlME  INCREMENT  BETWEEN  CALCULATIONS  (SEC) 

TMAXoDU RATION  OF  CALCULATION  (SEC) 

TOPkTIME  TO  REACH  THE  OBSERVATION  POINT  (SEC) 

VlaVELOCITY  OF  THE  IMPACTOR  (FPS) 

V2(T)e VELOCITY  IN  THE  TARGET  (FPS  GRMPS)  AT  A  BEHIND  LOCATION  H 
X(I)*DUMMY  ARRAY  FOR  TIME  OR  DEPTH  AS  X-AXIS  DATA  FOR  OUTPUT  FILE 


155 


5  CONTINUE 


CHARACTER  0UTFILE1M5,  OUTFILE2*15 
PARAMETER(NN=1 001 ) 

DIMENSION  D(NN),  STRESS(NN),  T(NN),  V2(NN),  X(NN) 

GC=32.174 

WRITE(MO) 

10  FORMAT (/,5X,'PROGRAM  NAME:  1DWAVE’) 

WRITE(*,20) 

20  FORMAT^, 5X, 'PROBLEM  DEFINrflON:  *) 

WRITE(*,30) 

30  FORMATS, 15X, 'DENSITY  OF  THE  IMPACTOR  (PCF): ') 
READ(*,*)RHOl 

WRITER, 40) 

40  FORMAT(//,15X.THICKNESS  OF  THE  IMPACTOR  (IN):  *) 

READ(Y)H1 

WRITE(*.50) 

SO  FORMAT(//,  1 5X,  VELOCITY  OF  THE  IMPACTOR  (FPS): ') 

READ(V)V1 

WRITE(\60) 

60  FORMAT(//.1 5X, 'DENSITY  OF  THE  TARGET  (PCF):  *) 

READ(*,*)RH02 

WR»TE(*,85) 

65  FQRMAT(//,15X,’PRQPAGAT10N  VELOCITY  IN  THE  TARGET  (FPS):  *) 
READ(V)C2 

WRITER, 75) 

75  FORMAT(A»,1  SJCDEPTH  OF  OBSERVATION  POINT  (IN):  *) 
READ(Y)DGP 

85  WR!TE(\9Q) 

90  FORMAT (//,  1 5X/DURATION  OF  THE  CALCULATION  (SEC):  *) 
READ(*,*)TMAX 

WRITE(MOO) 

100  FORMAT(//f1 5X,1NCflEMgNT  BETWEEN  CALCULATIONS  (SEC):  ■) 
READ(Y)TINC 

NPTS  « INT (TMAX/T 1  NC}+ 1 

IF(NPTS.GT.NN)  THEN 
REDUCE  *  (NPTS*NN)TINC 
WRITE(M10)NN, REDUCE 

110  FORMAT(/A5X, ‘CANNOT  PERFORM  OVER  ‘.I4.‘  CALCULATIONS!!!', 
1  //.SKPLEASE  REDUCE  TMAX  BY  ‘,F0.6,‘  SECONDS.’) 
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GOTO  85 
ELSE 

WRITE  (*,120) 

120  FORMAT*//, 15X,1****  DATA  ENTRY  COMPLETE  *****) 

END  IF 

C  ****  INITIAL  CALCULATIONS  **** 

HI  *  HI/12. 

OOP  =  DOP/12. 

TOP  *  DOP/C2 
FACTOR1  =  RHOI  *  HI 
FACTOR2  -  FACTOR1  *  VI 
FACTOR3  =  RH02  *  C2 

C  ****  BEGIN  CALCULATIONS  **** 

D(1)  *  0. 

T(1)  ■  0. 

V2(1)«0. 

STRESS(1 )  *  0. 

DO  200  N2.NPTS 
T(l)  a  (l-l)TINC 
D(l)  =  T(I)*C2 

C  DO  NOT  START  CALCULATIONS  TIL  THE  OBSERVATION  POINT  HAS  BEEN  REACHED 
IF(T(l).LT.TOP)THEN 
V2(l)  a  0. 

STRESS*!)  *0. 

ELSE 

V2{») *  FACTOR2/(FACTOR  1  +  FACTOR3T*!)) 

STRESS*!)  -  V2(l)*FACTOR3 
C  CHANGE  UNITS  TOPS! 

STRESS*!)  -  STRESS*I)/1 44./GC 
END  IF 

200  CONTINUE 
C  ****  END  CALCULATIONS  **** 

C  ***  OUTPUT  DATA  TO  RLE  **** 

C  ****  CHOOSE  ENGLISH  OR  METRIC  UNITS  **** 

290  WRITS**, 295) 

295  FORMAT*//,  15X/UNITS  OPTIONS:  1  -  ENGLISH  (PSI,  FPS,  FT)’, 

1  /,1  SX:  2  «  METRIC  *MPA,  MPS,  M)', 

2  //, ^‘PREFERENCE:  *) 

READ/*  ‘IIPREF2 

IF(IPREF2.LT.1  .OR.  IPREF2.GTJJ)  THEN 
WRITE*6,*)YOU  ENTERED:  '.IPREF2 
WRlTE(6,*j'PLEASE  ENTER  A 1  OR  2' 

GOTO  290 
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END  IF 


C  CHOOSE  THE  OUTPUT  X-AXIS  AS  TIME  T(l)  OR  DEPTH  D(l)  **** 

300  WRITE{*,310) 

310  FORMAT(//,15X,'OUTPUT  TO  FILE  TIME  OH  DEPTH  FOR  X-AXIS?*, 

1  -  //,15Xf*1  =TIME\ 

2  /,15X,*2  =  TARGET  DEPTH*, 

3  //.15X, 'PREFERENCE: ') 

READ(V)IPREF6 

IF(IPREF6.LT.1  .OR.  IPREF6.GT.2)  THEN 
WRITE(6,*)YOU  ENTERED:  '.IPREF6 
WRITE(6,*)'PLEASE  ENTER  A 1  OR  2* 

GOTO  300 
END  IF 

IF(IPREF6.EQ.2)  THEN 
D0315M.NPTS 
IF(IPREF2.EQ.2)  THEN 
X(l)-D<l)/3.28 
ELSE 
X(I)«D(I) 

END  IF 

315  CONTINUE 
ELSE 

C  ****  CHOOSE  SEC  OR  MSEC  FOR  TIMEBASE  — * 

320  WRITER, 330) 

330  FORMATS, 1 5X.TIME  BASE  OPTIONS  (1  «  SEC  2  «  MSEC)’, 

1  //.ISX.’PREFERENCE:*) 

READ(Y)IPREF1 

IFflPREFI.LT.1  .OR.  IPREF1  .GT.2)  THEN 
WRITE(6,*)'YGU  ENTERED:  *,IPREF1 
WRfTE(6,*)'PL£ASE  ENTER  A 1  OR  2* 

GOTO  320 
END  IF 

C  CHANGE  FROM  SEC  TO  MSEC  IF  NECESSARY  ~~ 

IF(IPREF1.EQJ2)  THEN 
DO  335  k'l.NPTS 
X(I)*T(I)*1000. 

335  CONTINUE 
ELSE 

C  —  OUTPUT  TIME  ARRAY  IS  SECONDS  HERE  ~~ 

00  340  l*1,NPTS 
X(l)»T<f) 

340  CONTINUE 
END  IF 
END  IF 

C  ****  SELECT  WHICH  DATA  TO  OUTPUT  TO  A  FILE  **** 

400  WRITER*, 410) 
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410  FORMAT (//,  1 5X/DO  YOU  WISH  TO  OUTPUT  THE  VELOCITY  DATA?', 

1  /,15X,i  «=  YES,  2  =  NO', 

2  //,15X, 'PREFERENCE: ') 

READ(*,*)IPREF3 

IF(IPREF3.LT.1  .OR.  IPREF3.GT.2)  THEN 
WRITE(6,*)‘YOU  ENTERED:  '.IPREF3 
WRrTE(6,*)'PLEASE  ENTER  A 1  OR  2' 

GOTO  400 
END  IF 

IF(IPREF3.EQ,1)  THEN 
WRITE(*,420) 

420  FORMAT(///,15X, 'ENTER  OUTPUT  FILENAME  FOR  THE  VELOCITY  DATA: ') 

READ(*,430)OUTFILE1 
430  FORMAT(A15) 

OPEN(UNIT-10,FILE«OUTFILE1) 

WRITE(10,440)NPTS 
440  FORMAT(l5) 

DO450I-1.NPTS 
IF(IPREF2.EQ.2)  THEN 

C  CHANGING  FROM  ENGLISH  UNITS  (FPS)  TO  METRIC  UNITS  (MPS)  IF  NECESSARY 
V2(I)-V2(IV3.28 
END  IF 

WRrrE(io,*)X(i),V2(t) 

450  CONTINUE 

aosE(UNrr-io) 

END  IF 


500  WRITEC.510) 

510  FORMAT(//,1 5X.  DO  YOU  WISH  TO  OUTPUT  THE  STRESS  DATA?*, 

1  /,15X,‘1  ■»  YES,  2  «  NO’, 

2  //.15X:PREFER£NC&  •) 

READ(\*)IPREF4 

IF(IPREF4.LT.1  .OR.  IPREF4.GT.2)  THEN 
WRrrE(6.*)’YOU  ENTERED:  \IPREF4 
WRfTE(6,*)'PLEASE  ENTER  A 1  OR  21 
GOTO  600 

END  IF 

IF(IPREF4.EQ.1)  THEN 
WRITEC.520) 

520  FORMAT (///,  1 5X,  ENTER  OUTPUT  FILENAME  FOR  THE  STRESS  DATA:  *) 
READ(*,530)OUTFILE2 

530  FORMAT(A15) 

OPEN(UNrr-10.FllE-OUTFlLE2) 

WRITE(10.540)NPTS 

540  FORMAT(l5) 

DO  550  U1.NPTS 
IF(IPREF2.EQ.2)  THEN 

C  CHANGING  FROM  ENGLISH  UNITS  (PSI)  TO  METRIC  UNITS  (MPA)  IF  NECESSARY 
STRESS{l)«STRESS{iy  1 45. 

END  IF 
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WRITE(1 0,*)X(l),STRESS(l) 

550  CONTINUE 
CLOSE(UNIT=1 0) 

END  IF 

600  WRfTE(\610) 

610  FORMATS, 15X/DO  YOU  WISH  TO  RUN  THIS  PROGRAM  AGAIN?', 

1  /.ISX.'IsYES^NO', 

2  //,15X, 'PREFERENCE: ') 

READ(V)IPREF5 

IF(IPREF5.LT.1  .OR.  IPREF5.GT2)  THEN 
WRITE(6/)YOU  ENTERED:  '.IPREF5 
WRirE(6,*)'PLEASE  ENTER  A 1  OR  2' 

GOTO  600 
END  IF 

IF(IPREF5.EQ.1)  THEN 
GOTO  5 
END  IF 


1000  END 
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